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...... MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 

STATE PUBLIC HEALTH LABORATORY 
BREATH ALCOHOL PROGRAM 

DATAMASTER MAINTENANCE REPORT 

Complete this report al the time of the regular monthly preventive maintenance check (not to exceed 35 days). 
Complete this report whenever the instrument is serviced or repaired and whenever It ls placed into service. 
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS. 
DATA."-\ASTER SN NAME: OF AGENCY DATE OP INSPECTION 

#201217 Crystal City Police Department 05117/2016 

LOCATION OF INSTRUMENT (STREET AND CITY) l"JME;: O~ INSPECT1CN 

130 Mississippi Avenue, Crystal City 9:30 pm 

CHECKLIST: Place a mark in the box by each item if found to be salisfactoiy or if operating within established limits. (Write in observed values 
where determined. Unmarked items must be corrected before using instrument. 

Ii'] DIAGNOSTIC CHECK (PRINTOUT ATIACHED) DATE AND TIME (from printout) 05/17 /2016 22:02 

0coMPUTER IZI DETECTOR 

IZI PROGRAM IZI FILTERS 

IZI HEATERS SAMPLE CHAMBER 51'0 liJ QUARTZ STANDARD 

IZI FLOW DETECTOR Ill CALIBRATION 

IZI PUMP HIGH SPEED Ii] PRINTER 

IZI INDICATOR LIGHTS 

0 SIMULATOR SOLUTION SUPPLIER Guth Laboratories, Inc. LOT# 15120 EXP. DATE 04/29/2017 

Ii'] SIMULATOR TEMP (34°C ± 0.2'C) 34.0 °C SIMULATOR SN DR3772 EXP. DATE 05/18/2016 

IZI CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 

Run three tests using a standard solution. All three tests must be wllhin ±5% otthe staoc!~d_yalua_<i~d_ must have a spread of .005 or 
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATIACHED) - --- -----

Ill 0.100% STANDARD· MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE 
0 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE 
0 0.040% STANDARD - MUST READ BETWEEN 0.036% AND 0.042% INCLUSIVE 

TEST1,.. .100 . TEST2,.. .099 TEST3,... .099 

IZI PERFORM R.F.I. TEST (PRINTOUT ATIACHED) 

INDICATE THE NUM13ER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) 

REFUSALS (0·.04) 0 (.05-.09) 0 (.10-.14) 0 (.15·.19) 0 OVER .19 0 

LIST ANY HEW PARTS AND DESCRI~~ ANY AL TE.RATION OR MOPIFICA1lONTHATWA$. P,,\A,bE TO RESTO Re THE INSTRUMENT TO OPE:RA.TESATISF.A.CTOR:ILYAND wmUN ESTABLISHED LIMITS 
(USE o1HE.R SIDE IF NE¢!;SSARY). 

RETURN COMPl..ETED REPORT TO THE: 

PRINT FULL NAME:. 

Sgt. Jeffery S. Wynn, DSN-204 

TELEPHONE. NUMBER 

04/04/2018 (636) 937-4601 

Breath Alcohol Progr~m. MO Departmenl of Health and Senior Services, Southeast Dislrict Office 
2675 James Blvd. 
Poplar Bluff, MO 63901 

AN EQ'JALOP?OF\TVN!TYIAFAR,\ATIVE AOT!ON EMP,.OYEI'\ 
~~~ P~'diJ C>'I ~ 1Wl4:e:Qi~*Yl>i:''~ 

lAB·116 

dayc
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GUTH LABORATORIES, INC, 
690 NORTH 67lh STR~er • HARRISBU~G1 PA 17111· 4511 • TELEPHONE~ 717-664-MTO 

CERTlFlCATE OJ.? ANALYSlS 

Certified Alcohol Reference Solution for Simulator 

Random Samples of Lot Number lSUO of 

Alcohol Reference Solution for Simulator were analyzed by 

gas chromatography on May 4, 2Q1S, using a Perkin Elme~· Ga$ Chromatogl'llph 

Autosystem XL SIN: 610N9030209, and found to contain 0.1209% (w!vol) 

ethyl alcohol. The expiration cl.ate for this lot 

nun1ber is Apri.129, 2017 at 11.:59 PM .. 

When used in a <;alibrated Simulator, operating at 

34°C +/- .2°C, this solution will gjve a breath alcohol 

analysis instrument reading of 0.100 g/210L +/- 3%, 

The alcohol and water used in this solution were 

free of test interfering substances . 

c:::-~&£¥ 
Ted L. P a111ey, President 

GUTH LABORATORIES, INC. 

NIST Traceability: 
Testing was co11ducted using .C~rllflant Refe.rence Stqndard lot 1114111ber FN0.8(JSJS01 whose. 
values are traceable lo NIST. 
All balances are calibrated antHLally by an outside agency using /\'IST traceable ·weights. 
Calibration -verification i.s done prior to each u'!e utl/i$ing NIST traceable. )YeightJ. 
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STATE OF MISSOURI 
DEPARTMENT OF HEALTH AND SENIOR SERVICES 

BREATH ALCOHOL PROGRAM 

PERMIT 
TYPE II 

JEFFERY S WYNN 

PAGE 06/06 

-~........--·~~--.--· .... ~-~-# ........... ~---------. -·----w ---~------·-----....-·-··--· 

is hereby authoriz-ed to instruct and supeJYise operators, train instructors, Inspect, calibrate, perform field service Md repairs, 
and operate the following breath analyzer(s): 

DATAMASTER 
for thG determination of the alcoholic content of blood from a sample or expired air. Permit Issued under the provisions of sections 
577.020 through 577.041, RSMo and 306.111through300.119 RSMo. 

DATE --4.~14/2~0~1~6------~ ~ ~
-·-·-·--.:.-::::> 

_ _, ......... ... --DIRECTOR OF STATS PUBLIC HEALTH Ll\BOAATORY 

NUMBER lJifil2,_,5.,___ ___ _ 

EXPIRES 414/2018.. 
OIRE.CTOR OF OEPARTtv\ENT OF HEALTH AND S!;NIOR SERVIC.ES 

,' .. ' 

STATE OF MISSOURI 
DEPARTMENT OF HEALTH NID Sl!lllOR S~VICl!B 
81\EATH ALCOHOL PROGRAM 

INSTRUMENT OPEFIATOR CARD 
The nN11«l ~a :xihotitt;d lo "~~ ""' t!¥f&M&J btSJ.11 :1kohol 
lnWIJIMl'Jt for /hi!!! defmJ)Vlot~ af~ :J!amdtal'L>/l!Ml fl trtMl/I lmrt dtJJ(Jlt«i a, 
ifl ~iuovti. 

llftmilJJ!Btf~IHRlll 
Opontor WYNN, JEFFERY 
ParrnttNo 260175 
PA\e> I~ 414/2016 Data ExplrOa 4!412018 

LAD-4 ITT0·101 


