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STATE PUBLIC HEALTH LABOfl/ffOFlY 
fnEATH ALCOHOL PflOGflAM 

iJt\Ti\IVIASTEB MAINTENANCE REPOFlT f-lEPOHT k'6 
----------

c;ornp1ete tf1isrepori at the tin1e of !he regular rnontllly preventive n1aintenance check {not to exceed 35 days) 
Cornplete thiSreport, \Vhene.ver the insfrun1ent is serviced or repaired and VJhenever II is placed into service. 
Retnin th 8 ori~inal and send a copy within 15 days to the Breath Alcohol Proqran1, DHSS. 
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Run three tests using a standard solulion. All !hree tests 1nusl bs 1Nithin ±5°/o of the standard value o.ncl rnust have a spror::ci of .eo::; or 

Jess. P1 ark tile box corresponding to Ille standard solution being t.•sorJ. (PRINTOUT l\TIACHED) 
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CERTIFICATE OF ANALYSIS 

Certified Alcohol Reference Solution for Simulator 

Random Samples of Lot Number 16040 of 

Alcohol Reference Solution for Simulator were analyzed by 

gas chromatography on ,January 22, 2016, using a· Perkin Elmer Gas 

Chromatograph Autosystem XL S/N: 61 ON9030209, and found to contain 

0.1213% (w/vol) ethyl alcohol. The expiration date for this lot 

number is ,January 20, 2018 at 11:59 PM. 

When used rn a calibrated Simulator, operating at 

34°C +/- .2°C, this solution will give a breath alcohol 

analysis instrument reading of 0.100 g/210L +/- 3%. 

The alcohol and water used tn this solution were 

free of test interfering substances. 
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STATE OF MISSOURI 
DEPARTMENT OF HEALTH AND SENIOR SERVICES 

BREATH ALCOHOL PROGRAM 

PERMIT 
TYPE II 

DANIEL R PATRICK 
------------·----------

is hereby authorized to instruct and supervise operators, train instructors, inspect, calibrate, perform field service and repairs, 
and operate the following breath analyzer(s): 

ALCO-SENSOR IV W PRINTER, DATAMASTER 
---~~ --·-------·--- - ------ ______ ,,_, __________ ,, _____________________ _ 

for the determination of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions of sections 
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo. 

DATE __JJ12/2..~01~6~_ 

NUMBER 260092 

EXPIRES 2/22/2018 

l.1G 58'.l-077! (1}·101 

/Aft ~-=-:-=:.=:___ 
--- -- -----------·----- ----------

DIRECTOR OF STATE PUBLIC HEALTH LABORATORY 

DIRECTOR OF DEPARTMENT OF HEAL Tr I AND SENIOR SERVICES 

STATE OF MISSOURI 
DEPARTMENT OF ti EAL TH AND SENIOR SERVICES 
BREATH ALCOHOL PROGRAM 

INSTRUMENT OPERATOR CARD 
The named cardho'der is authorized lo operate an ev!den~·a1 breath a~cohol 
instrumeiit for the determination of/he afcoho.'.:c content in breath form of e~p'red a' 
in f\~iSSOUri 

Operator PATRICK, DANIEL 
Permit No 260092 
Date Issued 212212016 Date Expires 2122/2018 
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