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111 .)o~·'\ MISSOURI DEPARTMENT OF HEAL TH AND SENIOR SERVICES 
(~e·". ~\'!,.)STATE PUBLIC HEALTH LABORATORY 
~) . ~~Q BREATH ALCOHOL PROGRAM 

"';·~.'""""° INTOX DMT MAINTENANCE REPORT 

Complete this report at the time of the regular monthly preventive maintenance check (not to exceed 35 days). 
Complete this report whenever the instrument is serviced or repaired and whenever it is pl~ced into service. 
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS. 

INTOX DMT SN ~lAIJE Of: AGENCY DA. TE OF INSPECTION 

500012 VELDA CITY POLICE 04/15/2016 

LO~ATI0:-1 OF INSTRUMENT {STREET ANDCffY) TIME or INSPECTION 

2803 MAYWOOD AVE. VELDA CITY, MO 63121 09:30:41 

CHECKLIST: Place a mark in the box by each ~em if found to be satisfactory or is operating within established limits. (Write in obse1Ved 
values where determined). Unmarked items must be corrected before using instrument 

fil DIAGNOSTIC RECORD 

DATE AND TIME 04/15/2016 09:30:44 [gJ DETECTOR 

li1] PROGRAM ii(] FILTER 1 

fi?J SAMPLE CHAMBER 48.8'C [gJ FILTER 2 

fi?J BREATH TUBE 45.1'C l:l:l FILTER 3 

1RJ PUMP l:l:l INTERNAL STANDARD 

BREATH ANALYZER ACCURACY STANDARDS 

0 SIMULATOR STANDARD till COMPRESSED ETHANOL-GAS MIXTURE 

!Kl STANDARD SUPPLIER INTOXIMETER LOT# AG525302 EXP. DATE 09/10/2017 

0 SIMULATOR TEMP (34•c ± 0.2'C) SIMULATOR SN SIMULATOR EXP DATE 

!Kl CALIBRATION CHECK- (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
Run three tests using a standard. All three tests must be ~hin ±5% of the standard value and must have a spread 
of .005 or less. Mark the box corresponding to the standard being used. 

fi?] 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE 

0 0.08% STANDARD' MUST READ BETWEEN 0.076%AND 0.084% INCLUSIVE 

0 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE 

TEST 1: 0.097 TEST 2: 0.097 

!;:] PERFORM R.F.t. TEST 

TEST 3: 0.097 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 

REFUSALS: 0 0-.04: 0 .05-.09: 0 .10-.14: 0 .15-.19: 0 OVER .19: 1 
LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MOD:Fl.'.;AT!ON T}IAT \'/A$ MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISfACTQR;LY ANO\\/'rn-llN 
ESTABUSliED LIM\TS {UsE OTHER SIDE JF NECESSARY} 

TYPE ll PERMIT I~ , 18 

250227 
TELEPH::>NE NU~/.BER 

314-382-7004 

.RETURN COMPLETED REPORT TO THE reat Alco ol Program, MO epartment of 
Southeast Dlstlict Office 
2875 James Blvd, Poplar Bluff, MO 63901 

;;~'.) 580-289-3 (3.13) AN EQUAL 0Pif0RTL1NJTY/AFF!RMA T!VE ACTION EMPLOYER 
seMoos prov!1ed on a nom.fr~rllllinak>ly b<lsl$ 

Senior Services 

REPORT 11 

LAB-166 

dayc
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Airgas. 
Airgas USA LLC (LAil) 

3500 Bernard Street 

SL Louts, Mo. 63103 

Ph: (314) 533-3100 

Fax: (314). 53~7328 

Certificate of Analysis 

Customer Name 
Exduslve Supplier 
lntoxlme'ters, Inc. 
2081 Craig Road 
Sl Louis, Mo 63146 

Test Date: 14-Sep-2015 

Lot# AG525302 Model 108cacd 

Exp. Date 
1().Sep-2017 

Cy!, Tyne 
108 

Component 
Ethanol 
Nitrogen 

Certification Traceable to NJ.S.T. RGM Ethanol Standards: 

Serlal No. · 
EB0010581 
EB0010570 
EB0010285 
EB001056f 
EB001068f 

Yancen1n!tlon 
391.8 ppm 
259;8 ppm 
209.0 ppm 
103.7 ppm 
62.22 ppm 

· Analvtlcal Method: NOIR 

Analyst: 

Serial No. 
EB0010603 
EB0010559 
EB0010595 
EB0010562 
EB0010579 

Certified Concentration 
0.100 t 2% BrAC (260 ppm) 
Balance 

Concentration 
392.li ppm 
258.9 ppm 
208.9 ppm 
1(14.9 ppm 
52.9-4 ppm 

: .. -/~; ·.- ·. - ::-<:\i:: .. ;:,r:·' .,f· --; __ ::_ :: ·: -- < .. :: .·- '_;_;{f'-?;f:ft1~'.' : --

• .··· ... :;;;,:i;i·~-f~i;~il~:····,, 

ISO 17025:2005 A2LA accredited. Certlflcate Number 2989.01 

Paoe 1of1 
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STATE OF MISSOUR'I 
OlaPARTMIZN.T OF HEALTH AND .SENIOR SEAVIGE.$ 

BREATH ALCOHOL PROGRAM 

n.er.J1tn·1··T· .·. r· efll-V1.I __ : 

TYPE 11 

... ])ANIEL PAlJLINQ 
Is hereby aufhorlzOO to lnstru<:I and $UperYlse operators; lraJn Instructors, lnspeat; calllmlte, perform field service and repairs, 
and qperato the follOwing brea1hanalyzer($): 

INTOXDMT 
Jllf tlie: &:terfu1ilall6n bHlil!ii!OOhoUd:oontiiOI Ofb!Ood frbm a·~Ofexplfdd alt Pemillssiied Ulidilr'lfl.ocj)tevlSJOM()f;oodllona 
577;0ll0 ltiroUQh S77;tl'01 R$Ms l>fu1l!Oltl11 lhro\Jgli 3-0$.t19 MMO. 

DATE 10/20/lQJS 

NUMaffi 2""50,..2..,2u_7 ______ _ 

EJWIRES lll12D1.2fil'Z ____ _ 

~ PAUUNO, DANIEL 
Pwm1ll Ho 250227 

PfRwrt;il<<)J;st~ii•i);ii.l;i ~1i1 t><&lfuidiiY 

;t)_o.J2 \JM)~~ 
Ofl1ECTOR ·OF DEP.ARTl.!!NT$~lH AA!J.SalKlll"llEIMCal 

·l..Aa"f*:-10} 

DIV.._ 10/20/201~ ll<tt ExplrH 10/20/2017 


