
:f{J;~:tf . ._ MISSOURI DEPARTMENT OF HEAL TH AND SENIOR SERVICES 
,',~t1J';'.~ \ STATE PUBLIC HEALTH LABORATORY 

\.~~ '. ~l~/BREATH ALCOHOL PROGRAM 
« : 1:~~· : INTOX DMT MAINTENANCE REPORT 

Complete this report at the time of the regular monthly preventive maintenance check (not to exceed 35 days). 
Complete this report whenever the instrument is serviced or repaired and whenever ii is placed into service 
Retain the original and send a copy within 15 days to the Breath Alcohol Program. DHSS 

INTOX O'Jll SN 

500061 
NAME OF AGENCY 

Missouri State Highway Patrol 
DATE or INSPrCliOll 

05/10/2016 

LOC4T1CrJ OF 1r<smuMENT (STREET ANO CITY) 

201E Water Street, Greenfield MO 65661 
HME OF lt~5PEC1'10N 

12:10:45 

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or is operating within established limits (Write in observed 
values where determined) Unmarked items must be corrected before using instrument. 

liD DIAGNOSTIC RECORD 

DATE AND TIME 05/10/2016 12:10:47 I&] DETECTOR 

I&] PROGRAM I&] FILTER 1 

liD SAMPLE CHAMBER 48.8°C I&] FILTER 2 

liD BREATH TUBE 44 .5°C I&] FILTER 3 

r&J PUMP liD INTERNAL STANDARD 

BREATH ANALYZER ACCURACY STANDARDS 

0 SIMULA TOR STANDARD r&l COMPRESSED ETHANOL-GAS MIXTURE 

r&l STANDARD SUPPLIER INTOXIMETERS LOT# AG516802 EXP. DATE 06/17/2017 

0 SIMULATOR TEMP (34°C ± 0.2°C) SIMULA TOR SN SIMULATOR EXP DATE 

r&l CALIBRATION CHECK· (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
Run three tests using a standard. All three tests must be within ±5% of the standard value and must have a spread 
of 005 or less. Mark the box corresponding to the standard being used 

~ 0.10% STANDARD - MUST READ BETWEEN 0.095°/c, AND 0.105% INCLUSIVE 

0 0.08% STANDARD- MUST READ BETWEEN 0.076% AND 0 084% INCLUSIVE 

0 0.04% STANDARD- MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE 

TEST 1 0.095 TEST 2: 0.096 

I&] PERFORM R.F I TEST 

TEST 3 0.096 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 

REFUSALS. 0 0- 04: 0 .05-.09: 0 10-.14 2 .15-.19: 2 OVER 19 0 
L $T ~ NV t!E'll PARTS ANO OESCRIRE ANY ALTERATION OR MOOIFICATlON THAT W4S MADE TO RESTORE: THE ll~STRU~'EHTTO OPERATE S ATISFACTCR l Y A"IO W rTHlll 
ESlAS. SHFD I ;MITS tUSE OTHER SIDE IF IJ:OCESSARY) 

May 2016 MR 

INSPECTING OFFICER 
PRltH ~Ult NAMF. 

RYAN L HUTTON 
EXPIRATION OA T!: 

07/22/2017 -"Yf'E. 11 PERMIT ~j.l!!MB" • I . ' ' 

250158 
T(LEPHOt~L f ~UMBCf~ 

41 7 -895-6868 
RETURN COMPLETED REPORT TO THE real Alcohol rogram, ••••• - . . . 

Southeast District Office 
2875 James Blvd, Poplar Bluff. MO 63901 

.AN ECU4l 0Pf'ORTUMTY/AFFl~MA11VE 4C ' IOI~ C'.1Pl OVFR 

REPORT #1 

I ·\S.'oo 

dayc



Airgas. 
Air9<1s USA LLC (LAB} 

3500 O!!rr.am Stree: 

S1 Lc,i.l>. M<" 63103 

Ph. (314 ) 533 .. 3100 

Fax ('.> ! 4) ~.:;3-7328 

Certificate of Analysis 

Customer Name 
lntt>xim1~IP.tS, Inc. 
2081 Cr;11g Road 
St Louis. Mo 53146 

Exp. Date 
1 /·.Jun-201 '/ 

Cyl. Type 
108 

Lot# AGS 16802 

Component 
Ethanol 
Nitrogen 

Certification Traceable to N.t.S.T. RGM Ethanol Standards: 

Serial No. 
EB00105R1 
EB0010570 
EB0010285 
EB0010561 
EB0010681 

Concentration 
391.8 ppm 
259.8 ppm 
209.0 ppm 
103.7 ppm 
52.22 ppm 

Mi!Mi!t.!"!! Method : NDIR 

O~t.»!y r~~:<J by (Jl>\'lli1y Conhut 
1>••~: :>01 .. t'6. l7 16.3'J , 1l ·ll!i.00 

.§erial No. 
EB0010603 
EB0010559 
EB001 0595 
EB0010562 
EB0010579 

TestDate : 1/.Jur1-201 5 

Certified Concentration 
0.100 :t 2% BrAC (260 ppm) 
Balance 

Conceotratio~ 
392.5 ppm 
258.9 ppm 
208.9 ppm 
104.9 ppm 
52.94 ppm 

~<-c.>~..N"" O.y ~.u. !.\)Jht'~ <.".e.ft~cX'n r>! :o.,,j~.> 
l tKdlK .. l AA9.·» U~A l l C (l N:} Analyst: 

~ /I ~~-
_L_~-· -············ ····· ....... , .... _ 

Rod Marsala 

ISO 17025:2005 A2LA accredited. Certificate Number 2989.01 
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STATE OF MISSOURI 
DEPARH,ff:NT OF r·IEAL.TH AND SENIOR SE.R\/IGE$ 

BHE.ATH ALCOHOL PHOGHJ>.M 

PERMIT 
TYPE II 

l~\1'.AN l .1 HlJTTON 
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INSTRUMENT OPERA TOR CARD 


