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-::?;~~ . MISSOURI DEPARTMENT OF HEAL TH ANO SENIOR SERVICES 

(-:.:i.~f.r ~'< \ ST A TE PUBLIC HEAL TH LABORATORY 
j~~--~:~,J; I BREATH ALCOHOL PROGRAM 

· };!.-??· INTOX DMT MAINTENANCE REPORT 

Complete this report~at the time of the regular monthly preventive maintenance c eek (not to exceed 35 days) 
Complete this report r henever the instrument is seNiced or repaired and when~~rr it is placed into seN1ce 
Retain th original a Id send a copy within 15 days to the Breath Alcohol Progra1, OHSS. 

l 'HOX Ql,1T s J NAME OF AGEr~CY DATE OF INSPECTION 

500108 Missouri State Highway Patrol 05/30/2016 

LOCATION 0 11 ISTRUMEN JSTREET ANO CITY) TIME OF ltJSPECTIOr~ 

1915 . Arrow S reet, Marshall , MO 65340 21 :21 :04 

CHECKL T: Place ~a mark in the box by each item if found to be satisfactory or i~ operating within established limits. (Wrrte m obseNed 
values wh re deterfllmed). Unmarked items must be corrected before using instryment. 

I[) DIAG OSTIC RECORD I 
05/30/2016 21 :21 :06 I[) DET~CTOR 

MPLE CHAMBER 48.8 °C I[) FILTER 2 

EATH TUBE 45.7°C I[) FILTER 3 
~~~~~~~~ 

MP I[) INTERNAL STANDARD 

NALYZER ACCURACY STANDARDS 

!Kl CO PRESSED ETHANOL-GAS MIXTURE 

LOT# AG516801 EXP. DATE 06/17/2017 

0 SIMU ATOR TE~P (34°C ± 0.2°C) SIMULATOR SN SIMULATOR EXP DATE 

!Kl CALIB ATION CHECK - (ONLY ONE STANDARD IS TO BE USED PE ' MAINTENANCE REPORT) 
Run ti ree tests using a standard. All three tests must be within ±5% of the st<:1ndard value and must have a spread 
of .00 or less. Mark the box corresponding to the standard being used. I 

0 10% STANDARD- MUST READ BETWEEN 0.095% ANO 0 105% INCLUSIVE 

0 08% STANDARD - MUST READ BETWEEN 0.076% ANO 0 084% INCLUSIVE 

0 04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE 

I TEST 2: 0 .097 TEST 3: 0 .097 

RM RF 11 TEST 

INDICAT THE NU~BER OF BREATH TESTS IN THE FOLLOWING RAN~ES SINCE THE LAST MAINTENANCE REPORT: 

0-.04: 0 .05-.09: 0 .10-.14j 3 .15-.19: 3 OVER .19: 3 
LIST ANY NE PARTS ANO DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN 
ESTABLISHED IMITS (USE 9 fHER SIDE IF NECESSARY) 

11 

NPE II PERMr IJUMBER 

250184 

OMPLETED REPORT TO THE 

.1 
MO 580-2898 (3 13) 

EXPIRATION DATE I TELEPHONE NUMBER 

08/18/2017 

Breath Alcohol Program, MO Depf rtment of Health and 
Southeast District Office 
2875 James Blvd, Poplar Bluff, M~ 63901 

AN EQUAL OPPORTUNITY/AFFIRMATIVE 1CTION EMPLOYER 
services provided on a nond1scr1m1 atory basts 

REPORT #1 

LAB-166 

dayc



m:m 

I . . . 

Customer Name 
lntoxi~~ters, Inc. 
2oa1 qraig Road 
St. Lours, Mo 63146 

Certificate of 

Airgas USA LLC (LAB) 

3500 Bernard Street 

St. Louis, Mo. 63103 

Ph: (314) 533-3100 

Fax: (314) 533-7328 

SIS 

Test Date: 17-Jun-2015 

CyL Type 
108 

Lot # AG51r.801 

Com onent 
Ethanol 
Nitrogen 

Certified Concentration 
0.1 00 ± 2% BrAC (260 ppm) 
Balance 

Certification Traceable t o N.l.S.T. RGM Ethanol Standards: 

Serial ~o. Concentration 
EB0010:581 391.8 ppm 
EB001 q

1

s70 259.8 ppm 
EB001qE85 209.0 ppm 

EB0010[561 103.7 ppm 
E8001 , 81 52.22 ppm 

Analyti al Method: NDIR 

DigllaDy slc)ned by Oualilr Con1rot 
Date: 2015.06.17 15:18: 1 -05:00 
Reason: ~ gas slandard certificatinn of analysis 
Location: Ai rgas USA LLC (Lab) Analys •: 

Serial No. 
EB0010603 
EB0010559 
EB0010595 
E80010562 
EB0010579 

Concentration 
392.5 ppm 
258.9 ppm 
208.9 ppm 
104.9 ppm 
52.94 ppm 

Rod Marsala 

/SO 17025:2005 A2LA accredited. ·ertificate Number 2989.01 
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DEPARTM~~~~E~~~ A~~~~~~ ~ERVICES 
BREATH ALCOHOL PROGRAM 

1s hereot>' authorized to instruct and supervise operators, tram l nstructors. inspect, calibrate, perform field service and repairs, 

and opi~ ate the following breath analyzer(s}: 

INTOXl Dl\1T 
for the 1 ~term ination of the alcoholic content or blood from a sarr pie of expired air. Permit issued under the provisions of sections 

577.02 through 577.041, RSMo and 306.111through306.119 RSMo. 

DATE _ 8/18/2015 ~ "-c::.~-:::~-, 
DIRECTOR OF STATE PUBLIC HEAL TH LABORATORY 

NUMB Ell 250184 

EXPIREi 8L18L.2_,,_0,,._]7"-------- OIRECTOR OF DEPARTMENT OF HEALTH ANO SENIOR SERVICES 

MD 560·07711(6· 1 O) 

··~:·};}-':;.; STATE OF MISSOL RI 
~!\ DEPARTMENT OF HEAL TH~ND SENIOR SERVICES 

;~'": :') BREATH ALCOHOL PROG~M 
·~;:? INSTRUMENT 0 ERATOR CARD 

The named csrdnolder is authorized 10 operate a evicJ~ntiiJl breath alcohol 
instrument for 1he determination of the alcohollC ntent in breath form ol expred ai 
in Missouri. 

1111 ~!·~~1\1: ! \X·~'r> F..'::!·11.,;~11.~ ~ l\!r:! ·\+ .~~ "t!'1;·!r' Ej Ill Ii.• ·tll ~1 l'Jil:M lf' 1\tf/il"rl 1h·1t .,i.('E 
01/ ,1.,li" l'.f I'•'> ' 11', !.,., , .. I,• /•1•»• d7 '.':.••: 

II . 1 11.-.1°1.'<·~ l'I'>' ,IN °.1r "I J•:i\ t:h:l'M'f.·J .:.1'E1 

Operator DODSON. SHON 
Permit No 250184 
Date lssuod 8/18/2015 Date Expires 8(18/2017 

LAB"' (R6·10l 


