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,_;::;~'.;· :i~< MISSOUF':I DEPARTMENT OF HEAL TH ANO Sf'NIO!l SERVICES 

/'.'(/-i~,~i. '/y···,\STATE PUBLIC HEALTH LAfJOlxATORY ~------------------~ 
\,.:))0'.~i' ;;Ji]:/BRE/\TH ALCOHOL Pfl()Gf<AM RECEIVED 

"'c,::i \I:'. INTOX DMT MAINTENANCE REPORT REPORH1 

Cornpre e: this report at Ille time or the 1egulnr rnonth!y preventive n1ain 
By Carol Day at 8:45 am, Jul 05, 2016 
~--------------------~ Comp!e e this report i.•1hcnever the instru1nc11t is serviced or repairl~d and v1hen~ver it is p!nced into service 

Rc:tain t e original and send a copy \Vithin 15 days to !he Breath Alcohol Progra~i. OHSS 

IJHOI. ()1,1'. Sii t//,r,lE CF ~-GHiCY o;,1f Cf 1t;;;PFt·:nc~1 

5001 8 Missouri Slate Highway Pntrol 06/30/2016 
t (_,'-CA Tl(': i ,f ll·t':'; H<.Ur/DH {f.Ti<[ f; r ,\f /{) CHYJ T!Mt: (lt !ll~iP!lC°fh)~I 

1915 . Arrow Strnet. Mmslmll, MO 65340 17:26:30 

Cl-tEC .IST: Place a n1a1k 1n the box Uy each item if found to be satisfactory or: is operating \Vithin established !in11!s. (\;\/rite in obse1v(~d 
values\' here deterniincd) Unn1arked 1terns nlust be corrected beforo using instrun1enl 

DA E AND TIME 06/30/2016 17:26:32 tzl DETECTOH 

tzl 'ROGRAM IZJ FIL TEil 1 

0 AMPLE CHAMBER 48, re tzJ FILTER 2 

tzJ FILTER 3 

0 INTERNAL STANDARD 

Bl<EATI ANALYZER ACCURACY STANDARDS 

0 , IMULATOR STANDARD tzl CO~PRESSED ETHANOL-GAS MIXTURE 

0 STA !DARD SUPPLIER INTOXIMETER 

0 SIML LATOR TEMP (34'C i 02'C) 

LOT# AG516801 

SIMULATOR SM 

EXI'. DATE 06/171~1.L__ 

SIMULA TOR EXI' DATE 

0 CALI RATION CHECI<, (ONLY ONE STANDARD IS T() BE USED PEI< MAINTENANCE REPOIH) 
Run hree tests using a standard. All throe tests n1ust be v1ithin ±5°/o of the st~ndard value and must hilve a spread 
of .0 5 or Jess, Mark the box co1responding to the slanda1d being used. 

0.10% STANDARD - MUST READ BETWEEN 0.095% ANO 0. 105% INCLUSIVE 

0.08% STANDARD - MUST READ BETWEEN 0076% AND 0 084% INCLUSIVE 

0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE 

!EST 1 .09G TEST 2 0.096 

0 PERf ORM RF.I TEST 

TEST 3 0.096 

INDICA1 - THE NUMGER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE HEPORT· 

flEFUSA .S: 0 O· 04 1 05-.09 0 10- 14: 3 .15· 19. 2 ovrn 19. 2 
ltSl ;.iITTr: {P1«R!S/l!l'.)CC:SCllH:i[ ~'ll ALH:n1.110~; {};~ 11c..:v;:cAt1:"i jj4Af \'(,\':;'.'AG:: Tf}fi[STGR<: ll•O:: l~lSrliL•l.'f=t{l l(;C?ER.'.lE Sl,!i<ll"•~C!()ff.LY P/UWfTtt;l~-------j 
!: ~;1 /,f\l ;SHE ) U~/11 S HJC~F DH !ff~ ~:."{;?: rF f:CCESSA!< '() 

R-ETUf<N COMPLETED l<loPORT TO TllE Breath Alcohol Program. MO Departmenl ol Heai\h and Senror Servrc"'e"'s---------l 
Southeast District ()ffice 
2875 James Blvd, Poplar Bluff, MO 63001 

l.~;,1\rJ.;>i\Dil t 13] /,tj EC\JAl ()Pt'0/.i"TUl-lif;'JAl"fif\.'}AIJV[£ AGllOrl L~f'·t' owvcn"'' --------------~,~.,~f.i-,,,J\f1; 



Airgas USA LLC (LAB) 

3500 Bernard Stree! 

St Louis, t .. 10. 63103 

Ph: (314) 533-3100 

Fax: (314) 533-7328 

Certificate of Analysis 

Customer Name 
lntoximeters, Inc. 
2081 Craig Road 
St. Louis, Mo 63146 

Exp. Date 
17-Jun-2017 

Cyl. Ty.QQ 
108 

Lot# AG516801 

Componen't 
Ell1anol 
Nitrogen 

Certification Traceable to N.l.S.T. RGM Ethanol Standards: 

Serial No. 
EB0010581 
EB0010570 
EB0010285 
EB0010561 
EB0010681 

Concentration 
391.8 ppm 
259.8 ppm 
209.0 ppm 
103.7 ppm 
52.22 ppm 

Analytical Method: NDIR 

m9·1.-111y s'1;)t1cj by Oualtt{ Conl!o\ 
Oa!~;2016.G61115:lll: i-05.00 
ffot<s?n: CfY ya> st.,rJdard ccrt<fic::.!i.1n of unal~sis 
loc1!mr.: Alrg~s USA I.LC (I.ab) Analys 

Sorj;JI No. 
EB0010603 
EB0010559 
EB0010595 
EB0010562 
EB0010579 

Test Date: 17-Jun-2015 

Certified Concentration 
0.100 i 2% BrAC (260 ppm) 
Balance 

Concentration 
392.5 ppm 
258.9 ppm 
203.9 ppm 
104.9 ppm 
52.94 ppm 

/4,,t ~~.-L 
Rod Marsala 

ISO 17025: 2005 A2LA accredited. Certificate Number 2989.01 

Page 1 of 1 



STATE OF MISSOURI 
DEPARTMENT OF HEALTI~ AND SENIOR SERVICES 

BREATH ALC080L PROGRAM 

PERfVllT 
TYPE IJ 

SJION J~ DODSON 
is hereby au1horized lo instrucl and suporviso operators, trnin !nstruclors, inspect, calibmlo, perform field service and repairs, 
and operale the following breath anal1•zer(s): 

INTOKJ2MT __ 
for the de1ormination of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions ol soclions 
577.020 through 577.041, RSMo and 306.111througll306.119 RSMo. 

DATE _811_&/2_015 __ _ 

--· . ---· -> 

W" ~~-\=-. -~~ ~-
omEc10R or STJ,TE P'l.13LiC 1ifMi-lil.ABO-Rt..roRY--- ----

~JoJl \Jw.){.,,_QJ, 
~~~·-0ir.£c10R oF o-EPA~TMn~;:ror ·~l(,.,LTii-Awo f;~iii{iR--str..v1cE:·s--·-EXPIRES 81L81£0J7 ________ _ 

,.:,;':i'o~;;· STATE OF MISSOURI 
{3{~~~~)·/.\ OEPARH.'EllT Ot Ht'Al-TH " •. 'ID SHl:DH Sff;\!JCES 
\_t~rfJ_.\:{{;) tlRE:ATH AlCOllOl PROGRJ.!I. 

·.'if,1;!,i,f,-s INSTRUMENT OPERATOR CARD 
Tf,t- nJmNJ rtutf,',(!-'i:Jt'' is i!ll.1Qiucf to c,pa::!c- t.i ~.r:;:n~Jf.1N:~. $~~ ... ">! 
i•utnm:·eil1 K1f//;e r!tlc/ir.11~:,0-1r;tffle-11«:c.t-:-1~ (o:;(',o! '" "'~f-!'~ 'O'"'- <>lt·•(><'fd ,.· 

i'!l.h:ntWll l 

~/' w~~r:·11·x·1w u''·"1~ wi t''liJithtlf •;:r;:t ~1 /lj ~.II ~~1;1:kl .. Q.;. A1;r~~J.tc~li.u1:~1~\ii.K\d) ~!~sl1i 
Optir.ilor DODSON, SHON 
PNmll llo 25010.{ 
Da!C> lstuotl 8/\Gf2016 O<i!C E);'.plr~s S/1~1~017 


