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m°n 
a•m ,...,.,. ... ,.,., 
m°n~'<( ·,· .. :\MISSOURI DIOPARTMENT OF HEALTH AND SENIOR SE:RVICES 

11 ' ' •• STATE PUBLIC HEALTH LABORATORY 
· :, ~.; BREATH ALCOHOL PROGRAM 

INTOX DMT MAINT~NANCE REPORT 

Complete this report at the time of the regular monthly preventive maintenance check (not to exceed 35 days). 
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service. 
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS. 

INTOXOMTSN NAME OF A.GENCY 

500194 Canton Police Department 

LOCATION OF JNSTR.UME:NT (STREET AND CITI) 
108 N 5th St, Canton, MO, 63435 

DATE OF IN!WecTION 

04/09/2016 
TIME OF INSPG,CllON 

00:44:16 

CHECKLIST: Place a marl< in the box by each item if found to be sotisfactory or is operating within established limits. (Write in observed 
values where determined). Unmarked items must be corrected before using inetrnment. 

fil DIAGNOSTIC RECORD 

DATE AND TIME 04/09/2016 00:44:18 r&1 DETECTOR 

r&1 PROGRAM fil Fil TER 1 

l&J SAMPLE CHAMBER 48.7'C {i(] Fil TER 2 

{i(] BREATH TUBE 45.6'C !R'.J Fil TER 3 

![J PUMP {i(] INTERNAL STANDARD 

BREATH ANALYZER ACCURACY STANDARDS 

0 SIMULATOR STANDARD ~ COMPRESSED ETHANOL-GAS MIXTURE 

!R'.I STANDARD SUPPLIER INTOXIMETERS LOT# AG423202 EXP. DATE 08/20/2016 

0 SIMULATOR TEMP (34'C ± D.2'C) SIMULATOR SN SIMULATOR EXP DATE 

I[) CALIBRATION CHECK· (ONLY ONE STANDARD IS TO SE USED PER MAINTENANCE REPORT) 
Run three tests using a standard. All three tssts must be within :1;5% of the standard value and must have a spread 
of .005 or Jess. Mark the box corresponding to the standard being used. 

{i(] 0. 10% STANDARD· MUST READ BETWEEN 0.095% AND 0. 105% INCLUSIVE 

0 0.06% STANDARD· MUST READ BE:TWEEN 0.076% AND 0.084% INCLUSIVE 

0 0.04% STANDARD· MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE 

TEST 1; 0.096 TEST 2; 0 .097 

ocJ PERFORM R.F.I. TEST 

TEST 3: 0.098 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE RIOPORT: 

REFUSALS: 1 D·.04: 0 .05-.09: 1 .10-,14: 0 .15-.19:0 OVER .19: 0 
UST ANY NE;W PARTS AND DE:SCR16E Nf'f ALTERATION OR MOO!FJCAOON Tl-Ui.TWASMADE TO RESTORE THE JNSTRU ENl TO OPERATE $All5FACTORILY AND WITHIN 
ESTABlJ$HE(:> LIMITS (USE OTHER $!OE !F NECESSARY) 

OMT 500194 complies \Vilh the Department or Heallh and Senior Sarvic~s rules and regulatlons 

lYPEllPE~"11TNU EiR 

250153 

RETURN COMPLETED REPORT TO THE ea th and senior ervices 

AN EQUl\l OPPORTIJNfTY//\~FlRMATIVE ACTION Et.!PlOYER 
&~rvlee5 provid~ on ti nono'lscrimin..,,tory b;i~s 

REPORT#l 

lAB-166 

dayc
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Airgas. 

CANTON POLICE DEPT 

Airgas U5A LLC (LAB) 
3500 Bernard Street 

SI. Louis. Mo. 63103 

Ph: (314) 633-3100 

Fa<: (314) 533-7328 

Certificate of Analysis 

Customer Name 
lntoximeters, Inc. 
2081 Craig Road 
St. Louis, Mo 63146 

Exp. Date 
20-Aug-2016 

Cvl. JYpe 
108 

lot# AG423202 

Component 
Elhanol 
Nitrogen 

Certification Traceable to N.l.S.T. RGM Ethanol Standar~s: 

Serial No. 
EB00105B1 
EB0010$70 
EB0010285 
EB0010561 
EB0010681 

Concentration 
391.8 ppm 
269.8 ppm 
209.0 ppm 
103.7 ppm 
52.22 ppm 

Analvtloal Method: NDIR 

Dfgll&lly e.lgned by Qv3~1yCtmtIDI 
Dalo: 2014.08.22 1i:07~29--05:00 
R~ason: DJy Q.!IS ~t~n~srd cellifiCO!lion of anefyt1s 
loo;it1an: A.~iie USA LLC {leb) Analyst: 

Soria! No. 
EB0010603 
EB0010559 
EB0010695 
EB0010562 
E80010579 

Test Date: 20-Aug-2014 

Certified Concontration-
0, 100 ± 2% BrAC (260 ppm) 
Balance 

Concentration 
392.5 ppm 
258.9 ppm 
208.9 ppm 
104.9 ppm 
62.94 ppm 

Rod Marsala 

ISO 17025:2005 A2LA accreditod. Certificate Number 2989.01 
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573-288-4498 CANTON POLICE DEPT 

STATE OF MISSOURI 
DEPARTMENT OF HEALTH AND SENIOR SERVICES 

BREATH ALCOHOL PROGRAM 

PERMIT 
TYPE II 

DONLCIBERT 
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is hereby 'luthorized to instruct end supervise operators, train instructors, insp9Ct, calibrate, perform 1ield service and repairs, 
and operate th9 following breath analyzer(s): 

DAT AMASTER, INTOX DMT 
for the determination of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions of sections 
577.020 through 577.041, RSMo and 306.111 through 306. trn RSMo. 

NlJMBER 2=5~0,..1"'5~3------,---­

EXFIRES 7/22/2017 

MOS60·0771 (G·fO) 

DIR~CTOR OF STATE PUBLIC HEALTtHABORATOAY 

.. .. J OIRE::O'TOR OF OEPAR™CNTOF HEALTH AND SENIOR SE;AVIOES 
LAB-4 (RG•lO) 

·- . ··. 
" . ·~ .......... . 


