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;~-:::~,k,~'::,q~·,· MISSOURI DEPARTMENT OF HE:AL TH AND SENIOR SERVICES 
f"'. ;~·_,,STATE PUIJLIC HEALTH LABORATORY 
\ ~ . ~;tr- BREATH ALCOHOL PROGRAM 

.. , ,j,ifi!" INTOX DMT MAINTENANCE REPORT 

Complete this report at th~• time of the regular monthly preventive maintenance check (not to exceed 35 days). 
Complete this report wherever the instrument is seiviced or repaired and whenever it Is placed Into service. 
Retain the original and si;11d a copy within 15 days to the Breath Alcohol Program, DHSS. 

INl'oXOMT$N 

500274 
NAMi: OF AGENCY 

Macon Police Department 
DA't'C OF IN$PECTJON 

04/12/2016 

REPORT #1 

LVCATIONOFINSTRUMENTl5I'i"Ci:r"'""•N°"'D~c"'1T't)"'""-------------------t,,TI"'M"'•"'o;""1N"'S"'P•~cn=ONc-------------l 
301 East Bourke Strn1it, Macon, M.O .. 63552 02:38:16 

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or is operating within established limits. (Write in obseived 
values where determined). Unmarked items must be corrected before using Instrument 

IKJ DIAGNOSTIC REGC>RD 

DATEAND TIME_JJY12/2016 02:38:18 ll?:l DETECTOR 

(gJ PROGRAM fg) FIL 1'ER 1 

I&'.! SAMPLECHAME_:IE:..:R=4=8=.9='~C'::::::::::::::::=... _____ ~l&'.l:._:_:Fl~LT~E::_R~2:,__ _______________ -f 
!&:J BREATH TUBE_;:;P::::.8:::':::C::::::::::==.------~rl)~Fl_LT:_E:_R:_3 ________________ _j 

I&'.! PUMP I&'.! INTERNAL STANDARD 

BREATH ANALYZER ACCURACY STANDARDS 

~ SIMULATOR STANDARD 0 COMPRESSED ETHANOL-GAS MIXTURE 
~---~~~-~~~-~-~--~~~~~~~--~---~-~-~--~-i 

!&:J STANDARD SUPPLll::'R.::::G::U::T::H:::===:::::::::::::::::=;..:L:.:O::,:T:_:#:.:1::5:::2::;20::::::====;:=:='.E:'..X::_P_:_. ::DA:.:,T:..:E:.:::0::9::12:;8:/2="0':':1:::7==------J 

~ SIMULA TOR TEMP (::34:_'C:.:±_::0_:.2:_"C::_):::::3:4 ·:O::::::::::==::t:S:::IM::_U::LA::.:_:_T_:O:..:R_::S.:.:N.::::S::D::2::66::;8:;::;:;:i:S::.IM:::U:.L::.A.:.:T_:O:.:_R~E::.X::_P__:D::_A.:_:T_:E:.::-:::1:::1 /::0::2/::2::0::,160::==:::::::j 

Ill) CALIBRATION CHECK - (ONLY ONE STANDARD Is TO BE USED PER MAINTENANCE REPORT) 
Run three tests usin1J a standard. All three tests must be w~hln ±5% of the standard value and must have a spread 
of .005 or less. Marl( the box corresponding to the standard being used. 

IX) 0. 10% STANDARD - MUST READ BETWEEN 0.095% AND 0. 105% INCLUSIVE 

0 0.08% STANDARD -MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE 

0 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE 

TEST 1: 0.102 TEST2: 0.101 1'EST 3: 0.101 

~ PERFORM RF.I. TE':ST ---------------------------------j 
INDICATE THE NUMB£:R OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 

REFUSALS: O 0-.04: O .05-.09: 2 . 10-. 14: 1 . 15·. 19: 1 OVER . 19: 2 
UST ANY NE\V PARTS AND oe~~\~l16E Nf'( Al'rEAATION OR MODJflCATiON ntATWA5 MACE TO R~STORt::rH5 JNSTRUMEN'l' 'fO CPERATG SATIBl'ACTCRILY ANDWffHIN 
ESTA0LlSHl!O LIMITS (US~ Ollitf:: $:CE IF NECESS.AR.Y) 

INSPECllNG OFFIC l 
lYPC!: 11 PC~MIT 

250258 

RE'fURN COMPLETE:[> REPORT TO THE: 

P0/60 39\:ld 

AN EQ\JA\. CPPOR"fUNITY/AFF!RMAllV5 ACTION CMP'i.OYER 
~e1vk<1~ p:o·lidcd on a nondl~riniin;:i\C>1)' Uasls 

ld3G 38Il0d N081:1f'/ 9£5P98E099 

LAB·1t;i.3 

dayc



CERTIFICATE OF ANALYSl$ 

Certified Alcohol Reference Solution for. Simulator 

Random Samples of Lot Number 15220 o.f 

Ale.oho! Re:fer¢nce Solution 'for. ·Simulator wete analyzed by 

g~s ch.roma\ograp\ly on S<;pteru}]Qr 30, 2015; 4si11g ·ii Perkin. EIT11er V"ll 

Chromatograph. Autosystem XL SIN: 6lON9030209; and found to contain 

0.1214% (w/Vol) ethyl alc~hol. The expiration date for thfs lot 

riumber is S:epterub•r28,:Z01"/ at 11:~9 ·PM. 

When u.sed. in 4. calibrat:eII Shtfq:lator, op!.\t<l'ting ai 

34°C +/- .2°C, this sqlutfon will glve a breath alcohol 

analys·is instrument reading of 0.100 g/210L +/. 3%. 

'fhe <'!,lcohol .and water· used in this solution· were 

free of test interfo:ring substances. 

%_..L,;;;7£¥ 
Ted L. Paµl~y, Pp:side1H 

GUTH LA!30RATOB.Ii;'.S, INC. 

NIST' Traceability: 
Testlllg was cond11cted using Cerilli.anl Reference St.andard lot number FNQ$051301 whosa 
va/Ucs. ~·,.. ira.ceable to NIST. 
All balw1ces are calibrated <1n11ually by an outside oiency using NIST traceable weights. 
('a/lbraJi·QJI verifir;qtion l.s: done prior to ea.ch use utifizfng NIST ·1rae'eable w.e..Jghts. 

P0/P0 39\ld ld3G 3'.) IlDd N0'.)11~1 9E6P98E099 
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Sir ATE- OF MISS~)URI 
""'Pf\r")'TJ.J:Clir~ r'l.J;' LJt::' l'I s TU "N" S~lfN'" ..... s<=R\.llf"'CS , " ~.-. ""'~~·~iHn~-:~~·~;~ ;~d~;;;~ ~· .. ~~ 

PERMI 
TYPEH 

ANDRE A WILLIAMS 
' 

~. 
~ 

is hereby authorized to instruct and :supervisi;i operators} train instructors~ inspect, calibrate, perform field service and repairs, 
and operate the tollo\\,ng breath analyzer(s):: 

Il\1TOXDMT 
lor the determination of the alcoholic content qr blood from a sample of expjred air. Permit issued Ur1der the provisions of sectioris 
577.020 through 577.041, RSMo and 306~·111. through 306.119 ASMo. 

DATE 11/1112015 

NUMBER 15!~02~5~8,__~~-­

EXPlRES 11111/:W l 7 

t.(0 -$SQ.<li'.11 (G·lCJ 

-·. ---· ·-----··· . 

r-· -::::::::::. 
[,.v,,.~ 

OlRECl'OA OF STIJ'E PUBLJ:; t-tEALTH u&;ORATORY 

-~ 
.01 F!ECroR O'F DEPARTMENT Of' HEALTt;l AND S~tOR SEFMCES 

.• L.Al3-4 iRC:.·fGl 


