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._.;. ~1 SSO Rt DEPARTMENT OF HEALTH AND SENIOR SERVICES 
.~ . ~ 
,- S A E PUBLIC HEALTH LABORATORY 
.-...,:;. 9RE.ATH ALCOHOL PROGRAM 

0-:. -~ INTOX DMT MAINTENANCE REPORT 

eoon a1 the time of the regular monthly preventive maintenance check (not to exceed 35 days). 

eoon whenever the instrument 1s serviced or repaired and whenever 1t is placed into service. 

"".N"" 3'> 

0280 

al a d send a copy within 15 days to the Breath Alcohol Program, DHSS. 

l ll\ME OF AGENCY 

Claycomo PD 
- .:-... :;:. ' .S-:--v:•r S"''<E8 ~ NOC Y) 

5 E US 69HWY Claycomo MO 64119 

DA l E OF lllSPECTllJll 

07/18/2016 
TIME OF INSPECTIOll 

09:57:53 

~CK' JST Place a mark in the box by each item if found to be satisfactory or is operating within established limits (Wrrte 1n observed 
~ .·r-e e determined) Unmarked items must be corrected before using Instrument 

07/1812016 09:57:55 riJ DETECTOR 

0 D~OGRAM riJ FILTER 1 

1ZJ S' MPLE CHAMBER 48.7°C riJ FILTER 2 

~ ~R8' H TUBE 43.6°C riJ FILTER 3 

0 D VP riJ INTERNAL STANDARD 

~EATH ANALYZER ACCURACY STANDARDS 

0 5 "J LA OR STANDARD ri) COMPRESSED ETHANOL-GAS MIXTURE 

s-:. .DPRD SUPPLIER INTOX LOT# AG615304 EXP DATE 06/01/2018 

3 '•' .J\..PTOR EMP (34°C ± 0 2°C) SIMULATOR SN SIMULA TOR EXP DATE 

c;.._3~.TIO CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
~ _ - tt'.;ee · ests using a standard All three tests must be within ±5% of the standard value and must have a spread 
Gi :,;;5 or ess Mark the box corresponding to the standard being used. 

fZ) 10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE 

0 0 08% STANDARD - MUST READ BETWEEN 0.076% AND 0 084% INCLUSIVE 

0 041% STANDARD - MUST READ BETWEEN 0 038% AND 0 042% INCLUSIVE 

~ST 0.096 TEST 2. 0.096 

] P~t(FORM RF I TEST 

TEST 3: 0.096 

0 CATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 

0- 04 0 05- 09. 0 .10- 14. 0 .15-.19: 1 OVER 19 0 
; « .< 'EU :;,::r '.; • •,'.) DE&CR C:E ~llY ~ LTERATIOll OR MODIFICATION THAT WAS MADE 10 RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY ANDwrrltN 
:: •.:... ~=-=- _•rs .-~ r.;1 ,-'E"< s DE IF llECESSARY) 

2'fi0201 

;:..E R ~ COMPLETED REPORT TO THE 

AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER 
.-rvice• prOVlded on a nondi.cnmln•tory ba•I• 

REPORT 11 

dayc
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STATE OF MISSOURI 
0 PARTMENT OF HEALTH AND SENIOR SERVICES 

BREATH ALCOHOL PROGRAM 

PERMIT 
TYPE II 

GEORGE L MANSFIELD V 
1 l"11~l'Y A11lhr)rl'7qrl lrJ inglruci Md supervise operators, train instructors, inspect, calibrate, perform field iatVlf,if fl/ ll' ffl;t,!f. ~. 
~'"' ,,,,~1nlq lh f!) llrJwir\(J broath analyzer(s): 

INTOXDMT 
l\'11 11\c.! ''"''Jtm lnnllon ol lhcJ alcoholic content of blood from a sample of expired air, Permit issued under the pmvi1t1flni IJf WJ!J~lf,. 
~' ; f O~~l lhtOlltJh 117 01\ 1, R Mo and 306. 111 through 306.119 RS Mo. 

l\All 4/lK/lOJ 6 

NIJMlll II lbOlO I 

I XtJllll ~ 4/28/2018 

Mel - > I) 1 1 1~ 1111 

--DIRECTOR OF STATE PUBLIC HEAL Tt1 ~~l, ,..Y 

----------- - - . --
DIRECTOR OF DEPARTMENT OF HEALTl1 AHO SE.NII'~ ~.111H1 

-
¢.,,,.~ STATE OF MISSOURI 

(, 0£,All'TlllENT Of HEAL. TH ANO IENIO" IE""ICU 
ll«EATHALCOHOL,llOO~M 

INSTRUMENT OPERA TOR CARO 
I //fll l lMf_,,, ~ 11 MhOftll!JO 10 op«mle 111 llYldentlal bteelh M:o/lol 
""''Yff'llrl Y IM flflW,..fll/J()fl al the M:cho/lc content In bteeth ft:>tm of ••pll8d et 
in ""'"~.J/1 

O,.r9lm ~.ANSFIELD V. GEORGE 
"'""""No 2&1201 
0... IH'*9 '4128120HI !>eta bplrn 4128120111 

l /tlf 4 1#+~ 


