MISSOURI DEPARTIHENT OF HEALYH AN SENIOR 3ERVICES
STATE PUBLIC HEALTH LABORATORY

JEREATH ALCOHOL PROGRANM RECEIVED

INTOX DMT MAINTENANCE REPORT By Carol Day at 11:06 am, May 16, 2016 | " REFURT 41

. (_‘ornph {2 this report at the time of the feguiar manthly preventive rmantanancs check (ROl 10 oreesd I8 5 dayst
Compiate this report Wwheneve! the instrument s senviced af repairarn and whenevat s placed inlo servics
Retlan the onginal and sand 3 copy wihin 15 days to he Breath Aleohot Program, (IHSS
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CHECKLIST: Place a mark in the boxe by each item if found to be satisfactony o is opﬁ!ah!‘(j withiy established imits (Wids in obserced
va.n“’s ‘:m:-re datermined} Unmarked tems must be corregted bofors using Instruiment.

Bl DIAGNOSTIC RECORD

DATE AND f1ME_05/15/2016 15:28:45 DETEGTOR
&l PROGRAM T - ] FILTER
SAMPLE CHAMOER_48.7°C [ FILTER?
] BREATH TUBE_48.1°C @ ALIER 3 o
8 PUMP ] INTERMAL STANDARD
BREATH ANALYZER ACCURAGY STANDARDS
O SWULATOR STANDARD K1 COMPRESSED £ THANOL-GAS MIXTURE
Bl STAMDARD SUPPLIER_INTOXIMETER  LoT#_AG4206202  EXP DATE_09/19/2015
[1 SIMULATOR [ENIP (34°C 1 0 _|smuatorsn SIMULATOR EXP DATE

B E} Ce‘fl IBQ.&?H N Lhi:bK - (ON{ Y ONE STANDARD IS5 TO BE UbED PER MAINTENANCE REPGR )
Run thres tr“its using a standard. Al free losts myst be wihin £5% of lha slandard valus and must have a spread

of 005 of less  Matk the box coresponding 4 the standard beng ysad
B3 010% STAMDARD « MUST READ BETWEEN 0 055% AMD O 105% INCLUSIVE

[1 0.08% STANDARD - MUST READ BETWEEN 0 078% AND 0 084% INCLUSIVE

[ 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.043% IMCLUSIVE

TEST 1 0.095 |rest2 0.085 16513 0.095

] CERFORM R F 1 TEST

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANGE REFORT.
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RETURN COMPLETED REPONRT TO TR Hréath Alcchol Program, MG Degaintent of Hiegin 2nd Semer Bevices
Southasst Distict Gifice
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Customer Name
intoximeters, Inc,
2081 Cralg Road
St Louls, Mo 63146

Exp. Date
19-Sep-2016

Alrgas USA LLC (LAB)
3500 Bernard Sleeel

St Louils, Mo. 63103
Phy (314) 5633-3100
Fax: (314} 533-7328

Certificate of Analysis

Lot # AG426202

Cyl. Type Component
108 Ethanol
Mitrogen

Certification Traceable to N,.S.T. RGM Ethano! Standards:

Seorlal No.

EB0010681
EBROO10570
EBQ010286
EBO0105681
EB000681

Anaiytical Method;

Concentration Serlal No.,
391.8 ppm EB0010603
259.8 ppm EB0010559
200.0 ppm EB0010695
103.7 ppm EB(O10562
52.22 ppm EB0010679
NDIR

Digitatiy dlaned by Quatity Control
Joi0 0927 146510 .05:60

Date:

Repsont l)rr gas standatd cortification of analysls
rpas USALLG (Lab)

Localion: Af

Analyst:

Tost Date; 22-Sep-2014

Certified Concentration
0.100 + 2% BrAC (260 ppm})
Balance

Concentration
392.5 ppm
258.9 ppm
208.9 ppm
104.9 ppin
62.94 ppm

gl Planosin

Rod Marsala

1SO 17025:2005 A2LA accredited, Certiflcate Number 2989.01
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