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$aie®,  MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

CMI INTOXILYZER 8000 MAINTENANCE REPORT

REPORT w2

Complate this report in duplicate st the time of the regular monthly preventive maintenance check, and whenever ingtrument is
repaired. Send one copy to Department of Health and Senlor Services, and relain one copy in departmant file.

INSTRUMENT SERIAL NUMHER LOGATIGN OF IN5TRUMENT DATE OF INSPECTION TINE OF INGPECTIDN
BO-005827 ORQONOGO POLICE DEPT 03/05/2016 09:01
CALIBRATICN CHECK RESULTYS : CALIBRATION CHECK SUMMARY
STANDARD TYPE $TAHDARO LOT # BTANDARD EXPIRATION DATE
Test g/210L Time | DRY 3401508082 | 01/05/2018
__________________________________ 5114 TEMPERATURE SIM SERIAL HRIMBER SIMCERTIFICATE EXFIRATION )
Air Blank 0.000 a9:05 | N/A N/A N/A
Cal Check 0 . 0 B 1 O 9 . 0 5 BTANQARD VALLUE BTARDARD SUPPLIER
Air Blank 0.000 09:06 0,080 CMI INC
Cal Check 0.081 09106 |CAIBRATONCHECK RESLLT 1 T M
Air Blank 0.000 09:07 0.081
Cal Check 0.081 09 : (7 |CHIBRATIONGHEOK RESILT?
Air Blank 0,000 09:08 0.081
CALIBRATIONCHRECK RESLET 3 -
0.081
a S s RMAXIMUN DEVIATION IMUIST BE YATHIN 5%) SPREAD (MUST BE 205 0R LESS)
1.2% 0.000
DIAGNOSTIC TEST RESULTS . RFI TEST RESULTS
voltage/Current Test Page | Teat g/210L Time
RAM Tegt Pagg | ~~-~-———— e
EEPROM Checksum Test Passgs | Air Blank 0.000 09:08
Real Time Clock Test Passa | Subject Test RFI* 09:08
DSP Test Page | Air Blank 0.000 09:09
Analytical Stability Test Pasgs
Modem Test Pass | *RFI Detect
Temperature Requlation Test Pass

Pass Pass

NUMBER OF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPORT

REFURALS £0-04 L5108 JAf-04 BERE OVER 1K

0 8 0 0 0 0

List any new parts and describe any alteratlon or modification that was mada to restora the instrument to operate satisfactorily
and within established limils (use other sids if necessary},

'I'NS'PEC'TING'OFF:!C'ERil e T A G
A PRINT NAME
SETH TALBOTT
TR TR FROVEER EXPIRATION QAT TELEPHOHE RVBER
260105 02/22/2018 4176731916
WG aEINaY fetey T AN COUAL DPPORTUNITYIAFEIRMATIVE AGTION EMFLOYER LAAIGT

services provided o 3 oYy basis
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EREEE
speclalty gases

ISOHEC 170252005 Accredited Laboratory

Certificate of Analysis

Certificate |D: 8666

Part #: . BAC1@5isgeT

Cylinder Size: 105L
Lot Nurnher: 34015088A2
Expiration: 1/5/2018

0.080 BAC (For the calibration of instrumients used to datermiine breath alcohol concentration)

Contents: 105 Liters @ 1000 psig 70°F (21°C)

Component: Concentration: Accuracy: Method:
Ethanol | 208 ppm + 0,002 or 2% NDIR

. BAC whichever
Nitrogen Balance is greater

*NIST Standard Reference Material

Cylinder No. CCt4290/ Job Mo, 09160202 Store in dry area, away from sources of heat, ignition

Certified 212.8 pmolimol Ethanol in Mirogen and direct sunfi D t allow storage

for ILMO Products Co,, Jacksonville, IL s nlight, R ¢ notallow storage area to
exceed 52 °C (125 °F,

Ol 1/l .,
Duee —ISQNIEC "
17025:2005

o . ‘Acaredited Laboratory,
CMI Inc. Y
316 East Ninth Street o
Owensboro, KY 42303 a
Phone 866-835-0690

www.alcoholtest.com




;/Sf(r&%le 07:43 TO:15738409139 FRO%Sﬁ?%QF)%g@ID L= NRL Pl Y g?’gﬁﬁo, ro%oout 10F ¥ 8

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Ii
SETH TALBOTT

is hereby authorized to ingtruct and supervise operators, train instructors, inspect, calibrate, perform field service and repairs,
ahd operate the following breath analyzer(s):

INTOXILYZER 8000

for the deterrnination of the aicoholic content of blood from a sample of expirad air, Permitissued under the provigions of sactions
577.020 through 57’?.041, RSMo and 306.111 through 306.118 ASMo,

- -
DATE 22212016 | Laom inSee

DIRECTOR OF STATE PUBLIC HEALTH LABORATORY
NUMBER 260103 W
EXPIRES 2(22/2018 B
DIRECTOR OF DEPARTMENT OF HIEALTI{ AND SENIOR SERVICES
VAD 8200771 (B10) LAD {R6+10}

STATE OF MISSQURI
DEPARTMENT OF HEALTH AND SENIOR GERVICES
BREATH ALGONOL PROURAM

*" INSTRUMENT OPERATOR GARD

The named cardholder Is atihonoed ko oparals an evidenlis! brooth alpohol
instruman for the determineiion of i wicohalic content in breath fornt of expired aif

Qe |

Cperator  TALBOTT, SETH
[Pnrmh No 260105

Date lssued 27222018 Dxle Expires 2722/12018




