B.SERVICES

RECEIVED

© o+ MISSOURI DEPARTMENT OF HEALTH AND SE
; :»“\ STATE PUBLIC HEALTH LABORATORY

S CMIINTOXILYZER 8000 MAINTENAN

: By Carol Day at 8:42 am, May 02, 2016 [~=
Complele this repor in duplicate at the ime of tha regular month wrerrrrfil 1S
: repared. Send ono copy lo Depariment of Health and Senior Services, and rotain ons copy [n deparlment file.
Y SERAL AR FAOCATIONOF INSTRUNENT pAte OF iSPEGTION | fiad oFinsPECTION T
80-005828 WEBB CITY P. D. 04/30/2016 04:18
’CALiBRATION CHECK RESULTS CALIBRATION CHECK SUMMARY
! T "1 $¥ARDARD TYPE | STANDARDLOT £ | STANQARD EXPIRATION DATE
Test g/210L  ©  Time | DRY | AGS25302 09/10/2017
O N SAEIEMPERATURE 7 S SERIAL MURBER SIMCERTIFICATE EXPIRATION
Air Blank 0.000 04:21 | N/A . N/A | N/A
Cal Check 0.099 04 :21 |smnoarpvaiue i"'ér.ir_adl\hb';béé{ifﬁ -
Air Blank 0.000 04:21 0.100 | INTOXIMETERS
Cal Check 3, 0.099 04:22 CAUBRATION CRECK RESUWLTY T -
Air Blank | 0.000 04:22 6099
Cal Check : 0.100 04 : 23 |CABRATION CHECK RESWLT 2
Air Blank 0.000 04:23 | 1 0.053 )
- CALIBRATION CHECRK RESLAT 3
a S S | ARNILOH O IATION (VUST B WATHN 5%) | SPREAD (MUST BE OSORLESS) |
| 1.0% 0.001
' DIAGNOSTIC TEST RESULTS — -...|RECTESTRESULTS N
Voltage/Current Test Pass | Test g/210L Time
'RaMTest o Pass U SN
EEPROM Checksum Test Pass | Air Blank 0.000 04:24
Real Time Clock Test Pass | Subject Test RFI* 04:25
DSP Test Pass | Air Blank 0.000 04:25
Analytical Stability Test Pass
Modem Test Pass | *RFI Detect
Temperature Regulation Test Pass
Pass P:ass |
: NUMBER OF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPQORT
! REFLSACS 00- 04 [ S ' ENT I [oviﬁ"ﬁ"'"'"
; 1 r 1 2 | 1 0 1
f List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily

. and wilhin established limits (use othor side if necoessary).

mspecrmc OFFICER

vt NARE

SURAT HE, L \ P
=l CHRISTOPHER SHONK
e TR mtsf" TENFIRATIONDATE T IFLEPIONE NUMIER
250170 07/23/2017 . 4176731911 !
R AR AL b T AN FRUAL GPRCRTGNIY AFFRMATAE AGTON ENELOVER o o Y RTY,

S gs oGwad 0A 3 AL Moty Bagey



Alrgas USA LLG (LAB)
3500 ﬂemmd Strael

St Lows, Mo 63103
Ph (314) 533-3100

Fax {314} 533-7328

Certificate of Analysis

Customer Namo Tost Data:  14-Sep-2015
Exclusive Suppher

inloximeters, Inc.

2081 Craig Road

St Louis, Mo 63146

Lot # AG525302 Model 108cacd

Exp. Date Cyl, Type Component Cettifiad Concentration
10-Sep-2017 108 Ethanol 0100 % 2% BrAC (260 ppm)
Nilrogen Balance

Certification Traceable to NJLS.T, RGM Ethanol Standards:

Sorial No, Concentration Serial No, Concentration
EB0010581 391.8 ppm EB0010603 392.5 ppm
EBGO10570 259.8 ppm EBOB{0559 258.9 ppm
EB0010285 209.0 ppm EBDO10535 208.9 ppm
EB0010561 103.7 ppm EB0010562 104.9 ppm
EB0010681 52,22 ppm EB001057S 52.84 ppm

Analytical Method: NDIR

Dplaty sigried by Quatly Control
D.&o-%! o) TE?H n gj 0300
Reasen. Dry gas standard cordfcaton of pralyts

Locaton Argas USALLE (Lab)

Analyst: M M

Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01
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. STATE OF MISSOURI
»;g@%q,\ DEPARTMENT OF HEALTH AND SENIOR SERVICES
xgﬁﬁi&ﬁ, BREATH ALCOHOL PROGRAM
BTN

PERMIT
TYPE Il

 CHRISTOPHER SHONK

is haroby authenzed to instruct and suporvise oporators, ran nslructars, Inspact, catbrato, perlorm field sorvico and tepairs,
and cporalo the fallowing breath analyzo:(s):

INTOX DMT, INTOXILYZER 8000, ALCO-SENSOR 1Y W/PRINTER

for Iha datermination of tho alcoholic contont of bicod from a sampla of expited . Pormilissued under the pravisions of soclions
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

. — ::,:‘

HAECTER OF STATE PLOLIC JEALT{ LARDRATOAY

DATE ._1/2372015

NUMBER 280070 T \ e
' /) [ 1 ( \_] LU ﬁ '. "'f)'
expires /232017 o
DIRECTOR OF SEPARTINENT OF 1& ALTH AMDD SENTOA SIRAGES

MO AN SN b1l LARE NG 38

Sunli STATE OF MISSOURI
LAETER DEPARIMONT O WEALIEARG SLAOR SERVCLS
s '!.x." 4 UREATH ALCUHOL PROGRAY
: g,,

WY INSTRUMENT OPERATOR CARD

I T R o B O S R R
AVt R e Qe n O I TR B AN O e STy
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Permit No 250170
Date lssved 2:22201%  Date Explres FRNINT




