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© ot MISSOURE DEPARTMENT OF HEAL TH AND SENIOR SERVICES
Pl STATE PUBLIC HEALTH LABORATORY
- CMIINTOXILYZER 8000 MAINTENANCE REPORT

By Carol Day at 8:59 am, Jul 14, 201

_REFORT #2

vomplets thus report in duplicate at the ume of lhe reqular monthly preventwa maintenance check and whenaver instrumant is
repaired. Send one copy to Department of Health and Senior Sarvices, and retain one copy in department file.
CNATROARAT SERAL MAVOER T LOCA TN OF NSTRULENT ’ Eumgo;r wspgenon "m'.ie GF HSPECTION
__B0-005828 . WEBB CITY P, D, | 07/02/2016 | 22:59
_CALIBRATION CHECK RESULTS CALIBRATION CHECK SUMMARY _
o 7 STANGARD TvPE STANDARDLOTS TSTANDARD ExPIRATION DATE
Test . g/210L |  Time | DRY AG525302 09/10/2017
_____________ e e e | SMTEMGERATURE ] SUTSERIALNUNGER | SiMCERTIFICATE EXFIRATION
Air Blank 0.000  23:00 | N/A N/A N/A
Cal Check 0.099 23:01 STANDARD VALUE | STANDARD 8UPPUER
Air Blank 0.000 23:01 0.100 INTOXIMETERS
Cal Check 0.100 23 .00 |CAlBRATONCHECkRESILY Y e
Air Blank 0.000 23:02 0.099 R
cal Check 0.099 2302 |SHewToNGERRESIT T o
Air Blank 0.000 23:03 0.100 ]
: CALIBRATIGN CHECK BESLT 3 . i
0.099
P a S S G iAihe i DEATION IAGST BE VATIEN 5%] | SPREAD (MUST BE 005 OR LESS) I
| 1.0% 0.001
s DIAGNOSTIC TEST RESULTS B RFITEST RESULTS
Vol tage/Current Test pass | Test ! ¢/210L Time
RAM Test— ~Pagg | = e e _i ______ e e
EEPROM Checksum Test Pass | Air Blank i 0.000 23:03
Real Time Clock Test Pass | Subject Test | RFI* 23:04
DSP Test Pass | Air Blank 0.000 23:04
Analytical Stability Test Pass
Modem Test Pass | *RFI Detect
Temperature Regulation Test Pass
NUME!ER QF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPCRT
REFUSALS 0004 2509 A%-14 ET T OVER 19
1 1 2 1 g 1 1
List any new parts and describe any alteration or modification that was made 1o restore the instrument to operate satisfactorily
and within established limits {use other side if nacessary).

INSPECTING OFFICER

| PRINT RAME )

SIGNATURE ;
. CHRISTOPHER SHONK :
FYRE  PERY EXPIRATION DATE e TUUTTREPRCHE MUMBER
250 07/23/2017  417-673-1911

AN ECUAL OPPORTUNITY AFFISMATIE ACTIGN EMPLOYER
L8ralis DIEGEd Dt 3 RODCMCITE G Bass

G SRR (1) CLABGT




Alrgas USA LLU (LAY)
3500 Bereard Steaet
St Lows, Mo 63103
Ph {314) 533.3100
Fax {314) 533-7328

Certificate of Analysis

Customer Namo Test Dato: 14'80‘)'2015
Exclusive Stpplier

Intoximeters, inc.

2081 Craig Road

St Louis, Mo 63146

Lot# AG525302 Model 108cacd

Exp. Dats Cyl. Type Component Certified Concentration
10-Sep-2017 108 Ethano! 0100 % 2% BrAC (260 ppm)
Nilregen Balance

Certification Traceable to N.I.S.T. RGM Ethanol Standards: e e

Serial No, Concentration Serlal No, Coencentration
EB0010581 391.8 ppm EB0010603 3925 ppm
£B0010570 259.8 ppm £B00{0559 258.9 ppm
EBD010285 208.0 ppm EBDD10595 208.9 ppm
EB0010561 103.7 ppm EBOD{0562 104.9 ppm
EB0010681 52.22 ppm EB0010579 52,94 ppm
Analytical Method: NDIR

D'p %y signed by Quatly Contidd

D:ﬁo'?ﬁ! 01414 322:] 05 00

Reasen. Dy gas stangaed cortieaton of analyss
Locaton Atgas USALLG (Lad)

Analyst; /Z'(,é. /7 W—

Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01
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STATE OF MISSOUR!
\ DEPARTMENT OF HEALTH AND SENIOR SERVICES
L B, BREATH ALCOHOL PROGRAM

PERMIT
TYPE
CHRISTOPHER SHONK

is hareby authonzed to inslruct and suporvise oporalors, fram mslruclors, inspacl, cavtralo, porform fiold servico and repairs,
and operato the following broath analyzer(s):

INTOX DMT, INTOXILYZER 8000, ALCO-SENSOR 1V W/PRINTER

lor the datermunation of tho alcoholic contont of blood Irom a sample of oxpired arr. Pormitissued under the provisions of sochions
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

T >

JNAECTCR OF ATATE PLOL “IEALT-{ LADGRATORY

NUMBER 250170 ol \) (i
LY " e 4

) ).A Aot

DATE .. 7/23/2015

S

gexpiRes 1/23{2017
DIRECTOR OF SEPARTNENT OF HEALTA AND SEMIDA SERVICES

AL TS B3 VARG (RS 1)

i STATE OF MISSOURI
o 4?;‘- DIPARINENT OF HEALIH AKD SLROR SERVCLS
SEOEALY GRLATI ALGONDL FHOGHAY
H
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Gperatar  SHONX CHRISTOPHER

Peemit No 250170
Date Hsved 77222015 Date Expires 77202017




