
MISSOURI DEPARTMENT OF HEAL TH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 
CMI INTOXIL YZER 8000 MAINTENANCE REPORT 

REPORTfl2 

Complete this report in duplicate at the time of the regular monthly preventive maintenance check, and whenever instrument is 
repaired. Send one copy to Department of Health and Senior Services, and retain one copy in department file. 

INSTRUMENT SERIAL NUMBER LOCATION OF INSTRUMENT 

80-005848 IPD BATVAN 2 

CALIBRATION CHECK RESULTS 

Test g/210L 
------------- ------------
Air Blank 0.000 
Cal Check 0.101 
Air Blank 0.000 
Cal Check 0.101 
Air Blank 0.000 
Cal Check 0.100 
Air Blank 0.000 

ass 
DIAGNOSTIC TEST RESULTS 

Voltage/Current Test 
RAM Test 
EEPROM Checksum Test 
Real Time Clock Test 
DSP Test 
Analytical Stability Test 
Modem Test 
Temperature Regulation Test 

Pass 

Time 
-------

12:04 
12:04 
12:05 
12:05 
12:05 
12:06 
12:06 

Pass 
Pass 
Pass 
Pass 
Pass 
Pass 
Pass 
Pass 

DATE OF INSPECTION TIME OF INSPECTION 

07/11/2016 11:57 
CALIBRATION CHECK SUMMARY 
STANDARD TYPE STANDARD LOT IJ STANDARD EXPIRATION DATE 

DRY AG530301 10/30/2017 
SIM TEMPERATURE SJM SERIAL NU1.'.8ER SIM CERTIF!CATE EXPIRATION 

N/A N/A N/A 
STANDARD VALUE STANDARD SUPPLIER 

0.100 INTOX 
CAL1BRATION CHECK RESULT 1 

0.101 
CALIBRATION CHECK RESULT 2 

0.101 
CALIBRATION CHECK RESULT 3 

0.100 
MAXIMUM DEVIATION (MUST BE \'ilTHIN 5%) SPREAD (MUST BE .005 OR LESS) 

1.0% 0.001 

RFI TEST RESULTS 

Test 

Air Blank 
Subject Test 
Air Blank 

*RFI Detect 

g/210L 

0.000 
RFI* 
0.000 

ass 

Time 

12:07 
12:07 
12:08 

NUMBER OF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPORT 
REFUSALS .00-.04 .05-.09 .10-.14 .15-.19 OVER.19 

0 0 1 0 1 0 

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily 
and within established limits (use other side if necessary). 

DONALD DEBOARD 
EXPIRAT!ON DATE TELEPHONE NUMBER 

250137 06/15/2017 6605438004 
MO 580-2001 (6-10) AN EQUAL OPPORTUNITY/AFFIRMATiVE ACTION EMPLOYER lAB-167 

services prov'tded on a nom:f.striminatory bas<s 

dayc



IPD BATVAN 2 
Intoxilyzer 
Model 8000 
07/11/2016 

- Alcohol Analyzer 

Auto Calibration 

Solution = 
Sample 

Sample #1 
Sample #2 
Sample #3 
Sample #4 
Avg % Abs 
STD DEV 
REL STD DEV 

Solution = 
Sample 

Sample #1 
Sample #2 
Sample #3 
Sample #4 
Avg % Abs 
STD DEV 
REL STD DEV 

Solution = 
Sample 

Sample #1 
Sample #2 
Sample #3 
Sample #4 
Avg % Abs 
STD DEV 
REL STD DEV 

Solution = 
Sample 

Sample #1 
Sample #2 
Sample #3 
Sample #4 
Avg % Abs 
STD DEV 
REL STD DEV 

<<<<< 

0.000 g/210L 
% Abs 
0.0860 
0.0370 
0.0220 
0.0730 
0.0440 
0.0262 
59.570 

0.040 g/210L 
% Abs 
0.7340 
0.7760 
0.7210 
0.7180 
0.7383 
0.0327 
4.423 

0.100 g/210L 
% Abs 
1. 7380 
1. 7240 
1.7520 
1.7650 
1. 7470 
0.0210 
1.199 

0.200 g/210L 
% Abs 
3.3540 
3.3450 
3.3730 
3.3330 
3.3503 
0.0205 
0.613 

3um 

SN 80-005848 
11:28:43 

>>>>> 

or 0.0000 mg/l, 
(% Abs Ref) 

(-0.0080) 
(0.0580) 
(0.1030) 
(0.1110) 
(0. 0907) 
(0.0286) 
(31.513) 

or 0.1905 mg/l, 
(% Abs Ref) 

(0.0150) 
(0.0200) 
(0.0700) 
(0.0830) 
(0. 0577) 
(0.0333) 
(57 .679) 

or 0.4762 mg/l, 
(% Abs Ref) 
(-0.0130) 
(0.0170) 
(0.0130) 
(0.0310) 
(0.0203) 
(0.0095) 
(46 .483) 

or 0.9524 mg/l, 
(% Abs Ref) 
(-0.0180) 
(0.0150) 
(0.0120) 
(0.0420) 
(0.0230) 
(0.0165) 
(71.838) 

<<<<< 

Samples = 4, 
% Abs 
0.1170 
0.1130 
0.0870 
0.1300 
0.1100 
0.0217 
19.688 

Samples = 4, 
% Abs 
1.4890 
1.5650 
1. 5380 
1.5400 
1. 5477 
0.0150 
0.972 

Samples = 4, 
% Abs 
3.5730 
3.5570 
3.5720 
3.5890 
3.5727 
0.0160 
0.448 

Samples = 4, 
% Abs 
6.7680 
6.7850 
6.7900 
6.7670 
6.7807 
0.0121 
0.178 

9um >>>>> 

Discarded = 1 
(% Abs Ref) 

(-0.0020) 
(0.0080) 
(0.0280) 
(0.0290) 
(0.0217) 
(0.0118) 
(54.675) 

Discarded = 1 
(% Abs Ref) 

(0.0060) 
(-0.0200) 
(0.0000) 
(0.0060) 
(-0.0047) 
(0.0136) 
(291.723) 

Discarded = 1 
(% Abs Ref) 

(-0.0030) 
(0.0110) 
(0.0030) 
(0.0120) 
(0. 0087) 
(0.0049) 
(56.918) 

Discarded = 1 
(% Abs Ref) 

(0.0050) 
(0.0080) 
(0.0000) 
(0.0360) 
(0.0147) 
(0. 0189) 
(128.886) 

pg 1 of 2 



IPD BATVAN 2 
Intoxilyzer 
Model 8000 
07/11/2016 

- Alcohol Analyzer 

Auto Calibration 

<<<<< 3um 

Zero Order Coef 
First Order Coef 
Second Order Coef 

-118.96 
2702.05 
52.56 

Act 
(g/210L) 
0.000 
0.040 
0.100 
0.200 

Fit 
(g/210L) 
0.000 
0.040 
0.100 
0.200 

SN 80-005848 
11:28:43 

>>>>> 

Residual 
(g/210L) 
-0.0000 
0.0000 
-0.0000 
0.0000 

pg 2 of 2 

<<<<< 9um >>>>> 

-151.17 
1311.46 

17.06 

Act 
(g/210L) 
0.000 
0. 040 
0.100 
0.200 

Fit 
(g/210L) 
-0.000 
0.040 
0.100 
0.200 

Residual 
(g/210L) 
0.0001 
-0.0003 
0.0002 
-0.0000 

**************CALIBRATION SUCCESSFUL************** 


