
REPORT #7

0 DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

0 TEMPERATURE OF ALCO SENSOR (10’0 - 40°C)

0 PRINTER WORKING PROPERLY

0 TIME AND DATE DISPLAYING PROPERLY

BREATH ALCOHOL ACCURACY STANDARDS

0 COMPRESSED ETHANOL-GAS MIXTURE SIMULATOR SOLUTION

0 STANDARD SUPPLIER INTQXIMETERS 

 SIMULATOR TEMPERATURE (34°C ± 0.2’C) SIM. SN SIM. NIST EXP DATE

INSPECTINO OFFICER

LOCATION OF INSTRUMENT (STREET AND CITY)
9701 MARION PARK DR, KANSAS CITY
CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed values 
where determined.) Unmarked items must be corrected before using instrument.

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired. 
Send copy to Department of Health and Senior Services; retain original in department file.

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office 
by mail, fax, or email.

0 CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within ±5% of the standard value and must have a spread of .005 or 
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE

0 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

lot # AG 132803 exp. date 11/24/2023

NAME OF AGENCY
Kansas City Police Department

ALCO SENSOR IV SN    . „ 097438

PRINT NAME

P.O. Infranca 5670
TELEPHONE NUMBER ,

, ) 816-382-5897

DATE OF INSPECTION  . , .  04/12/23
TIME OF INSPECTION 2238

SIGNATURE

►
TYPE „ PERMIT NUMBER/^ATION 210128 06/21 /2023

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within 
established limits (use other side if necessary).

Instrument meets all DOHSS standards and guidelines.

TESTI* .077 TEST 2 * .078 TEST 3 * .078
0 RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWIN 
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 (0-.04) (.05-.09)

G RANGES SINCE THE LAST MAINTENAN

(.10-.14) 1 (.15-.19) 1

CE REPORT:

(OVER .19) 2

MO 580-1351 (5-19) AN EQUAL OPPORTUNITY/AFFlRMATiVE ACTION EMPLOYER 
services provided on a nondiscriminatory basis

LAB-114

medrab
Received
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STATE OF MISSOURI 
DEPARTMENT OF HEALTH AMD SENIOR SERVICES 

BREATH ALCOHOL PROSRAM

PERMIT
TYPE H

JORDAN lOTRANCA
Is hereby auihorlzsd lo In^ruct and sujservISQ operators, train InsSrucScrs, caJlbraJ0,_p^o!m -field senrfcs at^/epalra.
aj^opsret&lhe tollowing fareathahalyzeri^

' oiftscroR oFS3KrEf’ostJOHeAi:n4 uABoiwrony

MUMBER 

J=>S»IRES 601/262;

wosnO'Umce-ioj

for th® dstsnnbaatonoi ■th© aJcbhoBcconterilotbtoodlromaaamplect expired at. Permit Issued tuviaethapKivl^na Of sections 
577.023 tlsough 577.041, BSMo and 306.111 through 306.119 HSMo.

OnrSCTDR OF OEPAHTMEKrOFKeACrKACilI} SENIORSEHUTCES
LAMlW-ia}

DATS f^.7/2f)21

Airgas AtcsasUSALLCfiJlB} 
36QQ Bernard Street 
a.L»ss.Mo.S3103 
Pte 333^100 
FaK(3-i-4) 533-7328

Certificate of Analysis
CustoiiiarRame 
EKclushre Sipptief 
Intoximsters. Inc. 
20S-! Crelg Road 
St Louis, (Jo S3146

l^tOate: ZS^ov^ZOZi

Sep Dais CyLType Componcni CerilfiottConeeniration
24-N0W2323 108 Bhanet O.OS2.±O.OQ2BrAC^23pp5R)

Mlkogen

Certification 'Raceable to N J.S.T. RGIUI and to CEtSfi Ethanol Standards:

RGM Serfal No. 
EB0010SS1 
EBOOIfiSTO 
£30010285 
EBC010561 
ES00106S1

Concentration
3S2.1 ppm
259.5 ppm
208.0 ppm
103.6 ppm
S2.l2ppin

EB0010603
SD910559
EEDC105SS
EBCaiC562 
EB0010S73

Concontratlofl 
39X0 ppm
263.2 ppm
208.3 ppm 
1042 ppm 
52.81 ppm

CRM Serial No.
CC434663
CC234503

Concantrafion
SBO.^K’m 
253^ ppm

CRM Serld No, Concerrtratlon
0056849 390.1 ppm
0056662 ISOippm

Analydcal Method: NEHR

lig^odbyzGlialKTCanl'tilRmoniDn gno ■iwionra wiiiiaAiiviaruutFU

Approved for Release:

/SOd7025:2017A2£.Aaccredffe££. CejtSffcsie Maaiber3082.0B 
IS017024:2016 AZLAsccFedited. CerUffcaie Nanibof3082.07
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