
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT#7

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired.

Send copy to Department of Health and Senior Services; retain original in department file.

ALCO SENSOR IV SN

Nixa 107987
NAME OF AGENCY

Nixa Police Department
DATE OF INSPECTION

10/20/2023
LOCATION OF INSTRUMENT (STREET AND CITY)
715 W Center Circle, Nixa, MO 65714

TIME OF INSPECTION

2:35 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed values
where determined.) Unmarked items must be corrected before using instrument.

0 DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

0 PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY

BREATH ALCOHOL ACCURACY STANDARDS

SIMULATOR SOLUTION COMPRESSED ETHANOL-GAS MIXTURE

STANDARD SUPPLIER ACS LOT#202205A EXP. DATE 05/17/2024

0 SIMULATOR TEMPERATURE (34°C ± 0.2°C) 34.0 SIM. SN MP 5537 SIM. NIST EXP DATE 07/19/2024

CALIBRATION CHECK- (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within ±5% of the standard value and must have a spread of .005 or

less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
0 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE

0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 » .099 TEST 2"- .100 TEST 3 .100

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (.05-.09) 0 (.10-.14) 0 (.15-.19) 0 (OVER .19) 0

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within

established limits (use other side if necessary).

INSPECTING GFlllCER

TNATURE CJSr^ ^
TYPE II PERMIT NUKBER/EXPIRATION DATE

230030 02/17/2025

Return completed report to the: Breath
by mail

Alcohol
, fax, or

Program,
email.

PRINT NAME

Sgt. J. Barton

TELEPHONE NUMBER

(417)725-2510

MO Department of Health and Senior Services, Southeast District Office

MO 580-1351 (6-19) AN EQUAL OPPOHTUNmWFIRMATIVE ACTION EMPLOYER
san/lces provided on a nondiscrjminatory basis

LAB-114

crewst



Nixa Police Department

Calibration Check slip's

AS IU Serial nos 107987
Uersion nos 532B

TEST RECORD 02681
9,

TCTP Date TiMe 210L

Air Blanks
10/2@,-'4-3 14S37 .009

Calibration Checks
24 18/20/23 14s37 .099

Subject Narie

Z&ST^.
Subject I.D.

Operator NaMe? I.D.

^^A^
Location

AS IV Serial r»os 1B7987
Version noi 532B

TEST RECORIi 02682
9,

Terip Date Tins 2l@L

Air Blank."
1Q/2Q/23 14;38 .980

C.alibraUon Checks
24 18,''2@i''23 14s 38 .100

Subject Harie

_rZi>r-^_
Subject I.D.

Operator Mane? I.D.

wlocal jfbn

AS-IU S^-i.al nos 107987
•Version nos 532B

TEST RECORD @2@83
9,

Terip Date Tine 210L

Air Blanks
10/20/23 14;46 .@8@

Calibration Checks
24 10,-'20/23 14s 40 .106

Subject Nane

-ZSsr^.
Subject I. D.

Operator Nar'ie? I. D.

_<^2-
Local\^(



Nixa Police Department

RFI Evidence slip

AS IU Serial no; 107987
Version nos 532B

TEST ..RECORD 028S4
9,

Terip Date Tiro? 2l@L

I'OID; RFI
12 i@,.-'20/23 Hs42

Subject Mane

^£Z_-
Subject I.D.

Operator Mane; I.D.

_^3_
Locatiy^



Nixa Police Department

Blank (Zero) test Evidence slip

AS W Serial no; 167987
Version nc's 532B

TEST RECORD ©2.085
9,

Terip Hate Tine 2l@L

Air Blanks
U3/2W23 14s 43 .060

Subject Tests Auto
24 10,-'2@/23 14; 43 .008

Subject Mane

J$U4Nfc^
Subject I.D.

Operator Mapie? I. D.

<4tS
Locati



ACS ^
AlWHolCQVHtWiVM WWW

Reference Material Ger?ate of Anailyete

IS" :
g^,, ;

^:

Product Idenllflo&llori!

OHM;

Refereirioe oonoenirpllon;

Anal/ilqal oonoentraljon,'

Bttioh a\?\

Lot numbeci

Oaleofproduoilon; '. ,,

Aloohol Referenoe Sofulton (AR5)

Blhsnol Ih aqusoys solullon

1.2100 QH

•1.2'183 g/l,

2281 boHloi?

WOEA

202^06,17, (yyyy,mm,d<f)

1

,'.,>.. '

;' This oeril(IOQ(6 aowa 1(19 pro'duollon, aneilysls and oertKldallori oflhs Gsrtlfled Referenoe MalcrlRl
^ .;(oRlvl) manufaolureci byAloohol Oouhtermeasu^ SysiBrris oorp (Aos), looated ^l 80 Intern&llonEil
.'.;'.'Boulevard, Toronto, Oh? M9W'8^ OAyADA ' • • , ^ , ••",,;,

I'C^is histroio'ay laboratory Is Ei'fi'orsyit^'lMooorcianos wtlh Iritsrnaitonal siandarcts tsb7teo. ." , ,
gi'^70K6l£Ol7for aotnpetenae'pf lesUng.Eind oallbralfQn iHbomtorles, anci ISO/IBO i7o34!2o'ie'(or (ha
.^•^o^pst0no8ofref9r8noenigt?,ri,9t'pi'odubers|(iemon8iratlngt8ohh[oalaomp9t9no6\vlth^
;;'';saope and the opBrallon of a ta()orftloty qtiallly mftnaa^rnenl eysletn, ',• ;.

•i; Th'e ahalysfs for oprlllloallon of ^Roh lotofAHs Ie oonduoled within AOS •forenslo Iqborstary by an
.: 'Inciepsndent oheh-ilsl using Ih.e dlreol Injeolloni {lams lonlznllon gfis ohromalographlo prooei.iure
.; coupled wlfhlhs IniarnBl ai^nyard leohnlque ooinmensurate y/llh forenslo alo'ohol analyois,

',; This osrttDaolB Is vallci only for llw AR9 lol nutnbsr tdsnllflsd abpva and dogs not extsnt) to any olher
;), prqduolfon lot o/ eloohol t'efsrenos sojyifon,

/' This oertlfloats may only be reprodwsd In full.

Par and on behqlloHhe ooi-npanyi
ALOOHOJ, OOUNTERMBAsURE
9Y$TBM6 OORp,

••^i^h

l^ellx ? oomea.u, B,8o (Honours)
Laboratory Director

Ao9FFtMOBt)8V(ira,o PHI



STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIO'R SERVICES

BREATH ALCOHOL PROGRAM

PERMIT
TYPE II

JOSHUA C. BARTON
1$ hereby aufhorlzed 1c Instruct and supervise operators, train Instmctora, Inspect, oallbratei perform field service and repairs,
and operate lh$ following brealh analyz$r(s):

ALCO^ENSOR IV WITH PRINTER
for the dotsrmlnatlon ohhe atoohollo content of blood from a sample of expired air, Permit te$u$cf unc!$r th$ provisions of sections
677,020 through 677,041, RSMo and soe.n'l through 306,119 RSMo,

DATE _jmrmm^

NUMBER 23flfl3IL

EXPIRES 2/l'Z/2fl25_

M08li(!.077)(8-10)

^u x
OIREOTOR Op STATE PUBLIO HHALTH LABORATOFIY

, -^cx^^A r^tA^^,

DIRECTOR OF OEPAftTMENTOF HEALTH AND SENIOR 8ERVIOE8
LAB-4 (RB-10)

Jg& STATE OP MISSOURI
PEPARTMENTOp HEALTH AND SENIOR SBRVIOBS
BREATH ALCOHOL PROBRAM

INSTRUMENT OPERATOR CARD
T/ie named caidMilsfh Mlhortzad to opilrala an nMwlhl lima? elwM
ItistnlmmilforllliKlalmMlniillM ofllit afcoWocwitonllnArtialfi foim oraxplrsdalr
'In Mlssattll,

Operator BARTON, JOSHUA
Pdrmlt No 230030
bate lasuad 2/17/20Z3 Data Bxplres 2/17/202d

w
w, Mi n


