
MISSOURI DEPARTMENT OF HEA],TH AND SENIOR SERVICES
STATE PUBIJIC HEAI'TH LABORATORY
BREATH AICOHOIJ PROGRAM

IIITOX ECIIR II }TAINTENANCE REPORT REPORT i3

days). Complete this report whenever the i"nstrrrnent is serviced or
intso servlce. Retsain the original and send a copy within 15 days to

repaired and whenever it is ptaced
t.he Breath Afcohol Program, DHSS.

lreguts repor.l at t

IE IIINTOX EC

7268A
NAIIE OF AGENCY

Leers Srlr1mi t Police Dept.
DATE OF INSPEC?ION

a3/3L/2023
LOCATION OF INSTRWENT (STREE? .1ND CITY)

l0 NE Tudor Rd Lee's Srfimit
T]ME OF INSPECTION

15:50 CDT

established 1init.s. (write in observed values where determined)
before using instrument.

t:P
Unmarked itsems

DIAGNOSTIC RECORD

BI,ANK CHECK CO2 CHECK

FC 1 TEMP FLOW CHECK

SRC TEMP FCB CHECK

DET TEMP CRC COMP CHECK

BT TEMP CRC CAL CHECK

STD 2 TEMP PRINT TEST

ETH CHECfi

BREATH A}IALYZER ACCURACY STANDARDS

SIMUI.ATOR SOLITION COMPRESSED ET}IANOL.GAS MTXTTTRE

LOT# AG2 O 6STANDARD SIIPPLIER INTOXIMETER EXP. DATE 02 15 2424

SIMULATOR TEMP (3aoC +0.2oC ) SIM. SN SIM. N]ST EXP DATE

Run three tests using a standard solution
and must have a spread of .005 or 1ess.
used -

MUST READ BETWEEN O.O95I AND O.1O5T INCLUSIVE
MUST READ BETWEEN O,O76t AND O.O84I INCLUSIVE
MUST READ BETWEEN O,O38I AND O.O42t ]NC],USIVEE

CALIBRATION CHECK ONLY ONE STA.IIDARD IS REPORTTO BE USBD PER I{AINTEIIANCB

. All three tests nust be
Mark Lhe box corresponding

rrithin +5% of the standard value
Eo the slandard solution being

O.10& STANDARD

O.O8T STANDARD

O. O4t STANDARD

TBST2' 0.0't8 s/270r. TEST 3 o.o'79 g/T.oLTEST 1 O -0?8 g/21AL

I}IDICATB THE NI'UBER OP BREATI' TESTS IN THE FOIJLOVIING RI.}IGES SINCE THE LAST UAINTENAICE RBPORT:

.10-.14 0 .15-.19 0 0ovER .19REFUSALS O 0-.04 8 .0s-.09 0

SATISFACTORILY AND WITHIN ESTABLISHED LIMITS (USE OTHER SIDE IF NECESSAIY)

I,IGGETT, DERRICK

( 816 )969 1?0021016 0 08/o4/2023

RETI'RN CO!.IPIETED REPORT TO THB:
Breath Alcohol Program, Missouri Department of Hea1th and Senior Services,
by mall, fax, or e-mai1

MO 580-2399 (5-19) AN EQUAL OPPORT'IJNITY/AFFIR]"AT1VE ACTION EMPLOYER
selvices prowided on a nondiscllhinaEory basis

INSPECTING OFFICER

I.AB 16 3

crewst



Airgas

Certifi ed Concentration
0.080 t 0.002 BrAC (218 ppm)

Airgas USA LLC (LAB)
3500 Bemard Street
St. Louis. Mo.63103
Ph: (314)533-3100
Faxi (314) 533-7328

Test Date: 19-Feb-2022

Concentration
392.5 ppm
258.9 ppm
104.2 ppm
52.94 ppm

Concentration
390.0 ppm
150.0 ppm

Certificate of Analysis
Customer Name
Exclusive Supplier
lntoximeters, lnc.
2081 Craig Road
St. Louis, Mo 63146

Lot # AG204606 Model l0B

Cyl. Type
108

Component
Ethanol
Nitrogen

Concentration
391.8 ppm
259.8 ppm
209.0 ppm
103.7 ppm
52.22 gpm

Concentration
800.0 ppm
253.0 ppm

AnalyticalMethod: NDIR

RGM Serial No.

E800r0581
EB0010570
E80010285
E80010s61
E80010681

RGM Serial No.
EB0010603
E80010559
E80010562
E80010579

CRM Serial No.

cc72748',1
cc727496

CRM Serial No.
cc727493
cc727498

Oigitally slgn€d byrQualily Conlrol
Realon:ory gas srinderd c€nfic.lon ol analysis
Locaton.Angas usA LLC (Lab)
D.ta 02 22 2022 19 02

Z.L /'L"-'4Approved for Release:
Rod Marsala

ISO 17025:2017 A2LA accredited. Certificate Number 3082.06
ISO 17034:2016 A2LA accredited. Certificate Number 3082.07

Page 'l of 1

Exp Oate
15-F eb-2024

Certification Traceable to N.l.S.T. RGM and to CRM Ethanol Standards:



STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES

BREATH ALCOHOL PROGRAM

PERMIT
TYPE !I

DERRICK W. LIGGETT
is hsreby aulhorizod lo instruct and sup€rvrss ope!'alors, train inslruclors. rnspscl, eahbralo, p€rlom lield servicg arxC reparrs,
and oporats ths tollowing brealh analyzs(s):

INTOX EC/IR II
,or ths dstermination ol the alcoholic content ol blood from a sample of expirsd air. Permit issued undsr tho provisions of s€clions
577.020 lhrough 577.04I, RSMo and 306. 11 I through 306.1 19 BSMo.

DATE 8A/2021
]IRECIOB OF STATE PUBLIC IEALT.I LAEORATONY

NUMBER 210I60

EXPIRES 8/4n023

Mc 5lO Otl! 16 lal
OIBECTOF OF DEPAMME'.ITOF L IEALT.I ANO SENIOF SENVICES

L An B6 rJ,

'::- .

STATE OF MISSOURI
oEPAR aNTOFNE rtH IXOSENTOi SEiV|C€S
BRE^TH ATCOHOL PROGR^iT

INSTRUMENT OPERATOR CARD
fna dannd .unnoldd a ,lthoraa<r o oqr.te ,n avdcaa Ne.lh ,tcaot
iltltu ait lot lhe .t tqtunalt@ ol lrc al@tde @nlent tn s@lh lbn ol axo,(d alt

O9...tor LIGGETT.OERRICK
P.inlt llo 210160
oa!. lr.u.d 8/4/2021 Od, €xplo.8/4/2023

li ii tt'1[it[',lH],tril${f] milifHiH{ffi li ll


