
MISSOIIRI DEPARTMENT OF HEALTH AND SENIOR
STATE PUBI,IC HEA],TH I,ABORATORY
BREATH A],COHOI, PROGRAM

INTOX ECIIR II !,T'AINTE}IN{CE REPORT

SERVICES

REPONT i3
Complete Ehi6 report at tshe Eime of the regular monthly prevenlive maintenance check (not to exceed 35
days) . CompleEe this report whenever the instrument is serviced or repaired and whenever it is placed
inEo service. Retsain the original and send a copy \rithin 15 days Lo the Breath Alcohol Program, DHSS.

INTOX ECIIR II SN

12688
NA!.IE OF AGENCY

Leers summit Pol j.ce Dept
DATE OF INSPECTION

L1, / 06 /2023
I,OCATION OF INSTRIJIIEIIT (STREET AND CITY)

I0 NE Tudor Rd Lee's Sunmit
TIIIE OF TNSPECTION

07:19 CST

CBECXIIS!: Place a nark j.n the box by each item if found to be satsisfactory or is operating within
esEabliahed limits. (write in observed values where determined). unmarked items must be corrected
before uaing instrrment.
x DIAGNOSTIC RECORD

x -x.BI,ANK CHECK CO2 CHECK

x xFC 1 TEMP FLOW CHECK

x xSRC TEMP FCB CHECK

x DET TEMP CRC COMP CHECK

x ,(BT TEMP

j( i(S?D 2 TEMP PRINT TEST

ETH CHECK

BREATH AJIALYZER ACCURACY STANDARDS

xS IMUI,ATOR SOLI,ITION COMPRESSED ETHANOL -GAS MIXTURE

I LOr* AG204606 ExP. DATE 02/15/2024STANDARD SUPPLIER INTOX]METER

STMUT,ATOR TEMP (34oC +0.2oC ) SIM. SN STM. NTST EXP DATE

CALIBRATION CHECK - (ONIIY ONE STIIIDAAD IS TO BE USED PER UAINTENA}ICE REPORT)

Run three tests using a standard solution. A11 thlee tests must be irj.thin +5t of the standard value
and must have a splead of .005 or less. Mark the box corresponding to the standald soluLj.on being
used.

O.1Ot STANDARD

O. 08* STANDARD

O. OAt STANDARD

MUST READ BETWEEN O.O95I AND

MUST READ BETWEEN O.076I AND

MUST REED BETWEEN O.O38t AND

105t
084t
o42*

INCLUSIVE
INCLUSIVE
INCLUSIVE

TEST 1 0 -1'tA g/210L TEST 2 - a-A78 g/270L TEST 3 O . O'18 g/2a0L
INDIC}TE THE NI'MBER OP BREATH TESTS IN THE FOLLOWING RINGBS SINCE THE LAST UAINTENANCE REPORT:

.05-.09 0 .10-.14 1 15-.19 0 0OVER .19REFUSALS O 0-.04 13

SATISFACTORII,Y AND fiITIIIN ES'IAALISHED LIMITS (OSE OTTER SIDE IF NECESSAIY)

I,lGGETT, DERRICK

( 818 ) 969-16?o
TYPE II PERMIT

o't/72/2025230742 tlFI
RETURIT COUPI,ETBD REPORT TO THE:
Breath Alcohol Program, Missouri Department of Health and senior services,
by mail, fax, or e-mail

Et

I-

INSPECTING OFTICER

MO 560 2899(5-19) AN EOUAI, OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER
seivices p.ovided on a nondisclininalory ba6is

LAB 163

crewst



Airgas

RGI tdrl l{o-
EE@r05lr
EE00t0n 0
Et00tott5
Eloot0tc1
EB00loar!

c.ritlt al Concant?adon
0.080 t 0-002 BrAC (218 ppm)

RGI tLdd No.
EB@l0co3
EA0fi0tt0
EB00lotG,t
E40fi0t70

ArIr. UaA LLC (Lal)
3500 8..nrd gt .t
St. Lqd., llo. 6ir103
Ph: (3ra) 33's1@
Far (314) 63U32t

T6t Drt : 19-F.b-2OZl

Cononlrdon
tOLs pcm
2tt.g pFn
l0+2 loltl
82,t4 ppm

Conc.ntrrton
!90.0 ppm
lto.0 ,gln

Certlllcate of Analysis
Cualoalli a a
Eldrsr/, Supprn
hbnrnct6.s, hc.
208r CrCg Rosd
St. lads, Itib 83140

lot I AG204606 Modcl 108

Erp O.!.
1tF€D2024

Cyl. IYF
10E

Compomot
Ethanol
Nitog6n

C.d{tcrdm Tr.c..bb lo t{.1.9.T. RGI .nd b CR Elt nol SLn(hrdr:

CU S.rld lto.
c,c727$1
cct274n

Concrctrdqr
t lt pPllr
2tc.! ppm
20e.0 ppm
tol.? ppm
!t2r2 ppm

Cooc.lttrdon
to.o ppm
2t$0 pp.n

CRI Srld t{o.
CC7'ifr/19:!
ccTtt4,.

,/r4 r/|."*L

ArElytlc.l Ldrod: rlOH

h-ay rd !rq-, csrdF-drtbt -rd€ aE o, f!rr-
| ^3! rF-- Ut$ [C !t-)
t).l}rtz22@A t'n2

ADFov.d tor Rd.s.:
Rod Ma.rda

ISO 17025:m17 AZLA .c.,t&ttd. Ce,tltlqn Numbt' OCZ06
tSO ,70U:m1A A2lA .ccr.dlt d. Ce llc.t Num0.r gEZ07

P{pIo,t



STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES

BREATH ALCOHOL PROGRAM

PERMIT
TYPE II

DERRICK W. LIGGETT

tor the determinalion of ths alcoholic contsnt ol blood from a sample of expired air. Psrmil issued under the provisions of sections
577.020 lhrough 577.041, RSMo and 306.11'l through 306.'119 RSMo

fvl*
DATE 7n212023

DIBECTOB OF STATE PUAL6 iEALT] I LABO RATOBY

NUMBER 230142 ..

EXPIRES 7/l r/,0,5
MO 580{//1 (&r0)

-D"-n -J. ngA"z.^-
OIRECTOR OF DEPASTMENT OF ]EAITH ANO SENIOR SEFIVICES

LAA.4 $6r9t

'iffi)ffiry
STATE OF MISSOURI
DEPARTMENI OF HEATTH AIIO SENIOR SERVICES
BREAiH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD
fhe ntnpd catdholdo. B arlhonzad lo op66ls ah avtde|hal brcalh .lcohol
insttumoht lot the detamtnatioh al the al@hotc coate.t in breath lon ol orpitud an

Operator LIGGETT,DERRICK
Permlt tlo 230142
O.l. l65ue.l 711212023 Oate E\pnos 711212025

I li thrllilllliffi lFittH[lt ldlltililt lft [*li I i

is hereby authorized to instruct and sup€rviso operators, train instructors, inspsct calibrats, psrlorm field servic€ and ropairs,
and operat€ the lollowing br€ath analyze(s):

INTOX EC/IR II


