
MTSSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBIJTC HEALTH I'ABORATORY
BREATH ALCOHOIJ PROGRAM

IIITOX ECIIR II MAINTENN{CE REPORT REPORT *3
Complete this report
days) . Complete this
into servlce. Retain

report. whenever tshe instrment is serviced or repaired and \rhenever it is placed
the origiaal and send a copy within 15 days to rhe Brealh Alcohol program, DHSS.

at the tlne of the regular montElt t;atanEfta e4ance check (not to exceed 35

SNINTOX EC/IR II
72688

NAI'IE OF AGENCY

Leers Surnrnit Police Dept
DATE OF INSIECTION
-!2 / 05 /2O23

I,OCATION OF INSTRU!''ENT {STREET AND CITY)

10 NE Tudor Rd Lee's Surnmit
TIME OF INSPECTION

08:47 CST

ClECrlIgt. Place a mark in the box by each ltsem if found to be satisfactor.y or is operating witshin
establi€hed limits. (write in observed values where detsermined) . Unmarked items musts be corrected
before using i strunents.
.i( DIAGNOSTIC RECORD

x BLANK CHECK CO2 CHECK

x i!FC 1 TEMP FLOW CHECK

x xSRC TEMP FCB CHECK

x xDET TEMP CRC COMP CHECK

x j(BT TEMP CRC CAL CHECK

A i!STD 2 TEMP PRINT TEST

ETH CHECK

BREATH ANAI,YZER ACCURACY STANDARDS

j(SIMUI,ATOR SOLI]TION COMPRESSED ETHANOL GAS MIXTURE

x LOT# AG204606 EXP. DATE a2/15/2024STANDARD SUPPLIER TNTOXIMETER

SIMULATOR TEMP (34oC +0.2oC ) SIM. SN SIM. NIST EXP DATE

Run three tests usi.ng a standard solution
and must have a spread of .005 or less.
used.

USED PER MAI}ITENA.}ICE REPORT)

three tests must be within +5& of Lhe standard value
Mark the box corresponding to the standard solution being

O.1O? STANDARD - MUST READ BE?WEEN 0.095$ AND O.1O5g INCLUSIVE
O.O8t STANDARD - MUST READ BETWEEN 0.076I AND O.O84T INCLUSIVE
O.O4I STANDARD - MUST READ BETWEEN O.O38I AND O.O42t INCLUSIVE

E

E

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE

A11

rEsT 1 A.O'78 g/2]-1L TEST 2 O -O78 g/21OL TEST 3 '. A .0'78 g/r,oL
INDICATE THE III'UBBR OP BREATH TESTS IN THE FOLLOWING RLNGES SINCE THE tAST T4AINTENA},ICE REPORT:

REFUSALS O 0-.04 52 05-.09 0 15-.19 0 0OVER .19
Wo[o.RIiloDIFIcATIoNTllATwAs!,1ADEToRxsToRETHEINsTRuMENTTooPERATE
SATISFACTORILY AND IIIfHIN ESTISLISHED I]IMITS (USE OTHER SIDE IF NECESSARY) ,

I,IGGETT, DERRICK
mIN'r rVLL :gAlL,/"/zSIGNA

TELEPIJONE NI]MBER

( 81G )969-1670
EXPIXATION DATETYIE ]I TER!'TI TiIjMBER

o7/1-2/2O2s23 01- 42

RETURN COI{PLETED REPORT TO THE:
Breath Alcohol Program, Missouri Department of Health and Senior services,
by mail, fax, or e-mail

MO s80-2899(5 19) IN EQUAI, OPPORTUNIfl /AFFIRMATIIE ACTION EMPLOYER
setuices plovided on a nondiscriminatory basis

1-AB 163

-10-.14 0

INSPECTING OFFICE]:,

t!

Itr

crewst



Airgas

Crydi.d Cspntrrdon
0.080 1 0.002 BrAC (218 ppm)

ALgD Ur LLC (L B)
3AE e.nrd Sfi..t
St. LooL. l,lo. G!103
Phr (3ta) 53}3100
F6t: (31/a) 63l73i.t

Cooc.ltdo.r
lqLC ppnr
2t..e DDm
tell'2 ,Dm
llll,}lpgn

Coac.ndor
!e0.0 ppltl
Ito.O pem

Cre.tlaf,lnr
Exdrar/a S{,pp#rr
lntoxirn6le,3. krc'
2081 Cr't Rosd
St. Lods, ltlo 63140

t t*AG204605 ModGl 108

Erp O.a
1rF€bm21

cr.ryF
108

Contpoooot
Ethanol
Nifoglort

C.rdllcrlon Tr.c..bL to t{.1.S.T. RG .rd b CRI Errr.noa Strnd..d.:

Conc$do.t
te1'0 ppm
250,! ppm
20e.0 p9m
l0!., pp.n
tilzl,D,'It

Concl rdon
t6.0pFr
2til.0 Drm

An t'lh.l Ldrod: M)lR

RGI 3..1d xo.
EE00't05t'l
E80010570
EEOOlO2tS
EB00t056t
EB00toatt

CU !.rLl l{o.
cc':nsl
cgln.'.

C l.,ld l|o.
ccTzrae3
ccTrra9t

otlr -d rr.O.i cqlld
R...arftraa tdlrbr cl raF
LaarEtlliF l.rt^ uC &-)b&zL&d 1r&t

,/r4 /'L"--aADF.ovad tor R.hl.a:
Rod Marsda

ISO 17025:ml7 A2LA.ccrdt d. Ca lfic.tt Num!,, WZ6
ISO l70U:2OlC A?LA .cctdlt d, Cen lc.t Num!.t 3(NZOI
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Gerttlicate of Analysis
Ict Drlr: 19+662022

RGI t .l.l tlo.
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STATE OF MISSOURI
DEPABTMENT OF HEALTH AND SENIOR SEFIVICES

BREATH ALCOHOL PROGRAM

PERMIT
TYPE II

DERRICK W. LIGGETT
is hereby aulhorizod to inslruct and supervise operators, lrain inslructors, inspsct calibrats, perlorm fisld soruico and repairs,
and operale ths following breath analyzer(s):

INTOX EC/IR II
forthe d€terminalion of ths alcoholic content of blood from a sample ol expired air. Permil issued under the provisions ol seclions
577.020 through 52.041, RSMo and 306.'t'll lhrough 306.1'19 RSMo,

fvl*DATE 1ll2l'rtt73

Nuvaen 230142

TvplsEs llf)llor 5

MO 58G0/7t (610)

DIRECTOR OF STATE PUELIC IEALTI i I.ABO AATOBY

-D"*,-A. ns.Q.r..-.
OIBECTOR OF OEPARTMENTOF ,IEALTH ANO SENIOR SEFN/ICES

uBi G6,t0)

;{ill*
';ffi)w

STATE OF MISSOURI
DEPARTITEIIT OF HEALTH AND S€NIOR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD
fhe h.tued catdholdat ts authon.ed to opeale ao erd.hl6l b@ath el1hol
thstunanl lo. lh. .lalentnalan al the alnhohc tuntonl th beath lam ol etprcd an

Operator LIGGETTDERRICK
Pormit No 230142
oate lssua.l 7/ 1 2/2023 oate E\pirc. 711212025

til h1 l#iliffi ti,itflHilt l#trT lilih ffi I lt ]


