
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBI,IC HEAI,TH LABORATORY
BREATH A],COHOL PROGRAM

INTOX ECIIR II !{,AINTENA}ICE REPORT REPORT S3

@imeoftheIeg.u1armonth1ypreventivemaintenancecheck(nottoexceed35
days) . Complete this report whenever the lnsLrument is serviced or repaired and whenever it is placed
intso service. Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATE OF INSPECTION

1,7 / 06 /2023
INTOX ECIIR II SN

t2 649
NAI4E OF AGENCY

Leers suirni t Police Dept
TIME OF INSIECTION

07:16 CST

I,OCATION OF INSTRUMENf (SIREET AND CITY)

10 NE Tudor Rd. Leers Summi t
@eachitemiffoundtobesatisfactoryorj"soperatingwithin

esEablished limits. (write in observed values where determined) . Uonarked iEems muaE be correcEed
before using insErument.
x DIAGNOSTIC RECORD

x CO2 CHECKBI.ANK CHECK

FC 1 TEMP PLOW CHECK

x PCB CHECKSRC TEMP

x CRC COMP CHECKDET TE}IP

BT TEMP CRC CAL CHECK

:\ PRINT TESTSTD 2 TEMP

x ETH CHECK

SRBATE ATALYZBR ACCURACY S TA.I.IDARD S

nSIMI]I,ATOR SOLUTION COMPRESSED ETHANOL-GAS MIXTURE

i{ LOT# AG204606 EXP. DATE 02 / L5 /2024STANDARD SUPPLI ER INTOXIMETER

SIMI'LATOR TEMP (34OC +O.2OC ) SIM. SN SIM. NIST EXP DATE

ECALTBRATToN cHEcK - (oNLy ot{E STANDATD rs ro BE usED pER t{Ar}rrEN}r{cB REpoRT)

Run trhree tests using a standard sol-ution. A11 three tests must be within +5t of the standard value
and must have a spread of .005 or less. Mark the box correspondi-ng to the standard solution being
used.

O.1Ot STANDARD MUST READ BETWEEN 0.095* AND O.1O5t INCLUSIVE
O.O8t STANDARD - MUST READ BETWEEN O.O?59 AND O.O84T INCLUSI!'E
O.O4t STANDAR! - MUST READ BETWEEN 0.038% AND 0,042* INCLUSIVE

TEST 2 0 -0'7't g/210L TEST 3 A.076 g/27OL

IIIDICATE TIIE !{I'UBER OF BREATH TESTS IN THE FOLLOWING R.ANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 1 0-.04 9 05-.09 2 .10- . 14 9 5OVER .19

SATISFACTORILY AND WI1HIN ESTABLISHED LIMITS IUSE OTHER SIDE IF NECESSARY)

],IGGETT, DERRICK
ttPb tr PEwtEgtrLrarx
230)-42 0'7/L2/2025

TELEPHONE NOItlBER

( 816 ) 96 9 - 1670

RETURN COIITPLETED REPORT TO THE:
Breath Alcohol Program, Missouri Department of Health and Senior Services,
by mai1, fax, or e-mail

MO 580 2899(5-19) AN EOUAIT oppoR?uNrTy/aFFM,4ATI1,G AcTIoN EMpr,oyER
senices plovided on a nondiscriminatory basis

I.AB 16]

TEST 1 O -O'17 g/2tOL

.15-.19 4

INSPECTTNG OEEICER
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Airgas.

Cttlri.d Cec.ntrdo.r
0.080 r 0.m2 BrAc (218 ppm)

ArrD Ua LLC (LAal
3500 B.rrtrd S!.l
St. L6lb, M0.6318
Ph: (31,4) t3$3100
F6r: (314) Gl}r3:It

Icl Ort : 1g+sb-m22

Coatclrdoar
t&LC p,ln
2$.e ppn
lCa'2 pgm
!U.lt pFn

Conc don
!e0.0 pem
It0.0 ppm

Certificate of Analyels
Crrato,rra l{tm.
Erc*rsn a Su#
lnbxilf|otslr. lnc
2O8l Cm€ Rosd
Sr. Lortu, Mo 631/t6

lot#Ac204506 Modcl 108

Erp D.L
1'.F€6-2021

Cy{. IYp.
r0E

Coatlpomot
Etla rd
Nitogon

C.rlt c.t o{t Tr.c..bL to }{.1.8.T. ROI rnd b CRX Ett nol Sbndudr:

Coocry radqr
l9l.t ppm
2t0.t pplIt
20t.0 pem
101.7 pp.n
52.22 gpm

Concmdoll
0.0ppot
2!110 p9.I

RGI t dd t{o.
EE@i05!r
EE00t0570
Et00t02t5
EEOoiOSar
EE@roatr

RGI ltrrtd No-

EEoorocoll
E800fl1560
EAOfi06a,ll
EE00r0t 9

G td.l xo,
ccTn.!1
cctntl0.

Ady/tlc.l Lllrod: OIR

CUtxldl{o.
cc72710it
cc?27.0,l

&rL t'tL"-.<-

OaIr -d !!rO- Csr.lRErOl,o. -I.tr|h.ro. rl.,.|.r*|l-tJlruclt,-)
bfr-z-@taf

Approvrd lbr Rrl..rc:
Rod Marsala

ISO 17025:n17 A2lA .ccdlt d. Cotaltlc.b Numtu UeZ06
,SO lfoy:mlt AzLA .cct dlttd. C.ttallc.b Num,',r 3@207

Prg. l dl



STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES

BREATH ALCOHOL PROGRAM

PERMIT
TYPE II

DERRICK W. LIGGETT
is hsreby authorized to instruct and supervis€ operators, train instructors, inspect calibrate, perlorm field service ard rapairs,
and operate the following breath analfze(s);

INTOX EC/IR II
lor the determinalion ol the alcoholic content o[ blood lrom a sample ol axpired air. Permit issued und€r the provisions ol s€ctions
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

DATE 7ltzl2t)23

NUMBER 23014' -,-.,

DIFECTOR OF STATE PUBLIC IEATI I LABOBATOBY

EXPIRES 7 t12121125

-D"-n 
--{. nen&l{r--

OIRECTOR OF OEPARTMENT OF -IEAITH ANO SENIOR SEFI\/IC€S

L B-4 {li6.t0lMO 580 0/'ir (6 rc)

STATE OF MISSOURI
OEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD
fha natud cadholdet ts 6Llh*2ed lo op.tula an eri<lonlEl breelh al@hd
lnsttunonl lN the deta. halon ol th, alcnholc @nlql tn b6alh lom ol oxotud ai

Oper.tor LIGGEIT.DERRIcK
Psrmlt t{o 230142
Dale l6sued7l1z2123 Dale Expil€i 7h212O25

I ihi I lillhi ffi I [#[H[li lrtlli{ [8r [h f il i

fvl* yL4'. *--


