
MISSOURI DEPARTMENT OF HEAI,TH AND SENIOR SERVICES
STATE PUBLIC HEAITH LABORATORY
BREATH AI,COHO], PROGRAM

INTOX ECIIR II IIAINTENN{CE REPORT REPORT S3

Complete tshis repolt at the aime of t'he regular monthly preventive maintenance check (not Lo exceed 35

days) . Complete this report whenever tshe instrument is serviced or repaired and whenever iE is placed
inEo service. Retain the original and send a copy within 15 days to the Breath alcohol. Program, DHSS.

NAiIE OF AGENCY

Lee's Summit Police Dept
DAIE OF INSPECTION

aL/os/2a24
IMIOX ECIIR II
72544

TIME OF INSPECTION

13:37 CST

LO'}1ION OF INSTRUI.IENT ISTREET AND CITY)

L0 NE Tudor Rd Lee's sumrni L

CEECELIST: Place a mark in the box by each itsem j.f found co be satisfactory or is operating lrit.hin
established linitE. (vtrite in observed vafues vrhere detserni[ed). unmarked items musts be corrected
before usi[g instrumeot.

DIAGNOSAIC RECORD

x IBI,ANK CHECK CO2 CHECK

.]! FC 1 TEMP FLOW CHECK

SRC TEMP FCB CHECK

x xDET TEMP CRC COMP CHECK

,(BT TEMP CRC CAL CHECK

STD 2 TEMP PRINT TEST

ETH CHECK

BREATH $ITLYZER ACCURACY STANDARDS

{SIMIJI,ATOR SOLUIION COMPRESSED ETTTANOL GAS MIXTURE

j! LOr* AG204505 EXP. DATE 02 / \s /2A24STANDARD SUPPLI ER lNTOXIMETER

SIM. SNSIMUI.ATOR TEMP (34OC +O.2OC ) SIM. NIST EXP DATE

CALIBRATION CHECK (ONLY ONE SIA}IDARD IS TO BE USED PER I'{AINTENA.IICE REPORT)

Run three tests using a standard soluLion. A11 three tests must be within +5t of the standard val"ue
and must have a spread of -005 or less. Mark the box corresponding to the standard solution being
used.

0.10*
0. o8&
0.04t

STANDARD

STANDARD

STANDARD

MUST READ BETWEEN O.O95T AND

MUST READ BETWEEN O.O76t AND

MUST READ BETWEEN 0.0388 AND

105t
084t
o42Z

INCLUSIVE
INCLUSIVE
INCLUSIVE

TEST 1 O -O78 g/21OL TEST 2 A.A18 g/2tAL TEST 3 o.o78 g/2toL
INDICATE THE NINIBER OF BREATH TESTS IN TIIE TOLLOWING RANGES SINCE THE L}ST IAINTENANCE REPORT:

10-.14 0 0OVER .190-.04 0 .05- . 09 0 15-.19 0

SATISFACTORIT,Y 7\ND WITHIN ESTABLISHED LIMITS (OSE OIHER SIDE IF NECESSAiY)

LIGGETT, DERRICK
TEIEP;]ONE NJJB'R
( 815 ) 95 9 - 1G?o

TYPE II PERMIT,,FIiIBER

230L42 o'7 / L2 / 2O2s

RETURN COUPLETED REPORT TO THE!
Breath Alcohol Program, Missouri Departmentr of Health and Senior Services,
by mail, fax, or e-mail

INSPECTING OFFICI]R

MO 580-2899 (5-19) AN EQUAI, OPPORTI'NITY/AFFIR!4AT!!'E ACTION EUPIOYER
seivices prowided on a nondiscrimiEaEory basis

l,aB 161
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Airgas

CrrtllLd Cqpntrado.l
0.080 r 0.002 B.AC (218 ppm)

Alfr. t tA L|.C (LAal
3500 B.nrrd St!.1
St. Loob. tto. 6it103
Ph. (314) 53$3100
Fa!: (31it) 63+73ilt

T..tO:t: 19+6b-2022

Co0catrdoo
t&It ptnr
2$.e pgm
lea'2 pem
tiLL pFn

Goncrrmon
!0.0 ppltr
150.0 pem

Certificate of Analysie
Cudoallr l
Exc**nva Suflicr
lr*on'l,ls8. lnc.
2081 Cr.ig Roed
St. Lrds, [,to 6i]140

lot I AG204606 ModGl 108

Ery Orb
ItF6b2024

Cyl. IYp.
't08

Coot oortt
Efland
Niiog€n

C.r6{icrdon Tr.c..bb io tl.l.g.T. RCf, rnd to CRf Elhrnol Srlndlrdf:

ROI t dd tlo.
EE00t05tt
EE00t0170
E8oor02t6
EEot05ar
EE00roctr

Concaartrdoar

lCl.E ppm
25O,t ppm
20e.0 pplrt
to:t 7 r9ln
!r,lr2 pDor

CoaGJrt rcoi
t0.0 pfar
25iL0 Derr

RGI t .lrl lio.
E800t040:!
El00to5c
EEOoIotGil
EE00t0cr9

Ardy{t6l L(lrod: XOn

GU Lr{rl l{o.
ccTin16t
cct?lti!.

C E rtd i{o.
CC7?'133
cc727tli'

firL /fr-".'4
o.frd*q*csrdn3tO.r t- -!a5..Eoi C rar-
' "r*.F- US [C tL.)

ADpaurad ,o. RaLaaa:
Rod M8rgala

ISO 17025:2O17 A2lA.ccrtdtt d. Certltlc.b Num!f,, {12"6
ISO 170U:2O1C A2lA.ccttdlro,,. Ce'{tfrcr,o Num0Dt {E2'07

P.ao I ol I



STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SEFIVICES

BBEATH ALCOHOL PROGRAM

PERMIT
TYPE II

DERRICK W. LIGGETT
is hereby authorized to inslruct and supsrviso op€rators, train inslruclors, insp€ct calibrate, perlorm fi€ld sorvico anC rcpaira,
and operale the following br€ath analyzor(s):

INTOX EC/IR II
lor th6 detsrmjnation ol the alcoholic eonlenl ol blood lrom a sample ol expired air. Psrmit issued under the provisions of sgctions
577.020 through 577.041, RSMo and 306. 111 lhrough 306.119 BSMo

N*7ltzl2t)23DATE
DIBECTOB OF STATE PUBLIO IEAITi I LAAOFATOBY

NUMBER 230142

7 

^212{t25

-D"-n 
-J. ngn r,r-

OIFECTOF OF OEPAFTMENT OF , IEAIII-I ANO S€ IOB SEE/ICES
LAB4 {li6-to}

W
STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVIC€S
BREATH ALCOHOL PROGRAM

The hatu.l catdholdat 6 authonzod to op.Dte a..ridqotEl bre.th abohot
hsltumhl lor th. rletehnalah al the al@hotc @hlent in beath lotu of oxptEd

Operator LIGGETT.OERRICK
Permlt No 230142
Date l6suod 711212023 O.ts E,pirc.711212025

Iil fhi l,lllhifiElfitflHili l#iltllflilft [$ I ll i

)

EXPIRES

INSTRUMENT OPERATOR CARD


