
MISSOURI DEPARTMEM| OF HEAI,TH AND SENIOR SERVICES
STATE PUBLIC HEAI,TH I,ABORATORY
BREATH AI,COHOL PROGRAM

INTOX ECIIR II I{AINTENN{CE REPORT REPORT II3

imonth1yPreventivemaintenancecheck('ottoexceed35
days) . CompleLe this reports whenever the instrument is serviced or repaired and vrhenever it is placed
into service. ReEain the original and send a copy withln 15 days to the Breath Alcohof P.ogram, Dr{ss.

DATE OF INSIECTION

ot/ 05 /2024
INTOX ECIIR II SN

1-2689

NAITE OF AGENCY

Lee's srrunit Police Dept
I,OCATION OF INSTROMENT (STREET AND CITY)

10 NE Tudor Rd- Lee's Sunnnlt
TIME OF INSPECTION

ffibo-y EaCh item if fourd to be satisfacEory
estsablished Iimits. {wrice in observed values where determined) . unnarked
before using instrument.

operaEing wiEhin
musts be correcteditsems

x DIAGNOSTIC RECORD

x BI,ANK CHECK CO2 CHECK

xi! FC 1 TEMP FLOIi CHECK

x -i(SRC TEMP

x ,(DET TEMP CRC COMP CHECK

xx BT TEMP CRC CAL CHECK

x x PR1NT TESTSTD 2 TEMP

x ETH CHECK

BREATII ANALYZER ACCURACY STAI{DARDS

xSIMUI,ATOR SOLIJTION COMPRESSED ETHANOL- GAS MIXTI]RE

n LOT# AG204606 EXP. DATE A2 /15/2024STANDARD SUPPL IER INTOXIMETER

SIM. SN SIM. N]ST EXP DATESIMULATOR TEMP (34oC +0.2oC )

BE USED PER MATN.TE}IA}ICB RBPoRT)

Run t.hree tests using a standard solution. All Lhree tests must be within +5t of the standard value
and must have a spread of .OO5 or less. Mark the box corresponding to the slandard solution being
used.

E
O.10* STANDARD

O. O8I STANDARD

O. 04* STANDARD

MUST READ BETiiEEN O.O95t AND

MUST READ BE:TWEEN O.O?5t AND

MUST READ BETWEEN O.O38t AND

0.105t
0 - 084t
o .o42\

INCLUS I!'E
INCLUSIVE
INCLUSIVE

TEST 3 a .0'7'1 g/270LTEST 1 0.017 9/2a0L TEST 2 o.o'7'7 g/21,0L

II{DICATB THE NI'MBER OF BREATH TESTS TN THE TOLLOWI}IG R.tr.}IGES SINCE TI{E I,AST MAINTENANCE RBPORT:

0-.04 2 05-.09 3 10-.14 4 15-.19 3 LovER .19REEUSA],S O

SATISFACTORII,Y AND IIITHIN ESTABLISHED IJIMITS (USE OTHER SIDE IF NECESSARY)

LIGGETT, DERRfCK

23 01- 42 07/L2/2O2s ( B1G ) 9G9-1670

MO s80-2399{s-19) AN EOUAL OPPORTT'IIITY/AFFIRI''ATIVE ACTION EMPIJOYER
setuices provided on a nondiscrinioatory basis

!,AB 163

TNSPECTTTIG OFFTCER

RBTI'R}I COUPI,BTBD RBPORT TO THE!
Breath Afcohol Program, Missourj- Department of Health and Senior Services,
by mail, fax, or e-mai1

I
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Certlflcate of Analysis
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tot#Ac204606 Modcl 108

Er.t b
rSF€S2024
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1@

Conponmt
Etlard
Nihgl3n

C.rlltcrion Tr.c.rbl, to X.L8.T. RGX rd 5 CR Elh.nol SLndrrdr:
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES

BREATH ALCOHOL PROGRAM

PERMIT
TYPE II

DERRICK W. LIGGETT
is hsraby authorized to jnskuct and suporvis€ operators, train instruclors, inspect calibrats, psrlorm field service ard rcpairs,
and oporale lhe following breath analrzor(s):

INTOX EC/IR II
Ior the determination ol the alcoholic eontent of blood Irom a sample ol expired air. Permit issued under the provisions of sgclions

N*DArE 71721423

NUMBER 230142

gxplqEs l1 2/2021

MO 5lO{77' (6.r01

-4"-n -J r\"&4,-
OIRECTOB OF DEPASTTMENT OF ' IEALTH ANO SENIOB SERVICES

LAA{ iB6 rO}

,AtIi*
{ffi)

STATE OF MISSOURI
DEPARI ENTOF HEATTH ANO SENIOR SERVICES
BREATH ALCOHOL PROCRAM

INSTRUMENT OPERATOR CARD
Ihe haftd cadholdet i6 aulhonzed lo aaedle an evdonlol brcelh alcohal
instrnaal lh. lhe ttotetfrih.lbn al lhe al@holc conle^t in b@ath lotu af exprcd an

opor.lor LIGGETT,OERRICK
Permlt No 230142
Dalo ksued 71122A23 Date E\pnes 11212025

lil thi[Hlili ffi iffil [Hffi tldtirilfli [ft ffirll ]l

577.020 through 52.041, RSMo and 306.I11 through 306.119 RSMo.

OIFECTOR OF STATE PUALC IEAITII LABORATOBY


