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Missouri Department of Health and Senior Services Breath Alcohol Program

SIMULATOR CALIBRATION REPORT

This is to certify that the simulator listed below has been examined and tested using

standards traceable to the National Institute of Standards and Technology (NIST) in

accordance to the standards set by the Rules of Missouri Department of Health and
Senior Services, 19 CSR 25-30.

SIMULATOR INFORMATION
Agency: Missouri State Highway Patrol
Serial Number: MP2142
Manufacturer: Guth
Model Number: 12V500
CALIBRATION RESULTS
Reference Simulator
Temperature Temperature
34,01 34.00

This calibration was performed with

NIST-Traceable Thermometer SN: 307715
This simulator was tested by: JLC
This testing was performed: 06/03/2015

.
Signature of certifying DHSS Scientist: 7 { - /_4__._-—._
[

Name of certifying DHSS Scientist: Brian M. Lutiner
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BREATH ALCOHOL SIMULATOR TEST WORKSHEET

Test Simulator Informatien

Agency . M SH P

Email for COC jimmy.cleveland@mshp.dps.mo.gov

Scrial Number: M P2\ S -
Tracking Number:

Manufacturer: é VT4

Model Number: . ( ZVS{@@

BAP NIST-Traceable Reference Thermometer In}'ormation

Serial Number: 1_72@7 7 [5_
Date of Certification: - TR A
Date of Expira’tian:i . 6’//9 ”g i

Test Simu]ﬁtm‘?‘-Mﬁa:sli:lféments

[

: Reference
. Readings Thermometer Test Simulator

1 34.00 | ay.pd

2 3.6 24, Ae>
3 RH. U 2, oo
4 4.1 RN,

5 24 4 24 B

Bias('ﬁ-rj: .I - QS‘

v f .  —
. . i
Technician performing testing; v k[ LCZEU_E&AI Q

T hereby certify that ull dufa fsubmiued within this form was colle ‘ted in accordance with the DHSS Procedure for the Testing

of Breath Alcohol Sitnulators and 19 CSR 2! 51, Breath Anvlyzer Calibration and Accuracy Verification Standards.
1 . ’
Signaturés Date: f S

Submit complgred forms tor simulutor certificafion to DHSS Breath Alcohol Program by fux at (573} 840-9139 or by email at

brianutnier@heglth.me.goy or preathalcohol@healthano.gov.

Healthy Mistours s for lfe.
The Mizsouri Deparment of Health and Senior Services will be the leader In promating, prolecling and pannering for health.

AN EQUAL OPPORTUNITY / AFFIRMATIVE ACTION EMPLOYER: Scrvices pravided on a nondisoriminatory basis.
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