
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT #7 

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired. 
Send copy to Department of Health and Senior Services; retain original in department file. 

ALCO SENSOR IV SN 
100289 

NAME OF AGENCY 
Kansas city Missouri Police Department 

DATE OF INSPECTION 
09/17/20 

LOCATION OF INSTRUMENT (STREET AND CITY) 

9701 Marion Park Drive. KCMO 
TIME OF INSPECTION  0309  

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed values 
where determined.) Unmarked items must be corrected before using instrument. 

El DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 

I TEMPERATURE OF ALCO SENSOR (10°C - 40°C) 

I PRINTER WORKING PROPERLY 

El TIME AND DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

SIMULATOR SOLUTION n COMPRESSED ETHANOL-GAS MIXTURE 

NI STANDARD SUPPLIER I NTOXI M ETERS LOT  # AG905605 EXP. DATE 02/25/2021 

• SIMULATOR TEMPERATURE (34°C ± 0.2°C) SIM. SN SIM. NIST EXP DATE 

E] 
Run 
less. 
Li 
I 
• 

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
three tests using a standard solution. All three tests must be within ±5% of the standard value and must have a spread of .005 or 
Check the box correSponding to the standard solution being used. (PRINTOUT ATTACHED) 
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE 
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE 
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE 

TEST 1 (der .080 TEST 2 Nir .080 TEST 3 Ar- .080 

I RFI DETECTOR OPERATING 

INDICATE THE NUMBER 
(DO NOT INCLUDE SELF-ADMINISTERED 

OF BREATH TESTS 
TESTS) 

IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 

(OVER .19) REFUSALS 40 (0-.04) 2 (.05-.09) 1 (.10-.14) 3 (.15-.19) 5 
List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within 
established limits (use other side if necessary). 

14SPECTING OFFICER 1' 
SIGNATURE .S6-97 PRINTNAME 

P.O. Infranca 5670 
TYPE Ii PERMIT NUMB !RATION DATE 

290130 06/21/2021 
TELEPHONE NUMBER 

( ) 816-382-5897 

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office 
by mail, fax, or email. 

MO 580-1351 (5-19) AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB-114 
services provided on a nondiscriminatory basis 

crewst



Subject I. B. 

AS IV Serial no: 100289 
Version no: S32B 

TEST RECORD 00439 

TemP Date Time 210L 
-------- 

VOID: RFI 
19 09/17/20 03:12 

AS IV Serial no: 100289 
ion rtof 532B 

TEST RECORD 00436 
s/ 

TEMP Date Time 210L 

Air Blank: 
09/17/20 03:05 .000 

Calibration Check: 
20 09/17/20 03:05 .080 

Subject Name 

Subject I.D. 

OPW-ator Name, I. B. 

Location 

rnc-evz'v'•_Sk.Y-r 

AS IV Serial no: 100289 
Version no: 532B 

TEST RECORD 00437 
9? 

TemP Date Time 210L 

Air Blank: 
09/17/20 03:07 .000 

Calibration Check: 
21 09/17/20 03:07 .080 

Subject Name 

"Ti4r  
Subject I.D. 

Operator Name, I.D. 

Location 

a-44  

AS IV Serial no: 100289 
Version no! 532B, 

TEST ..1,conl.) 0A438 
s/ 

TEMP late Time 210L - • - 
Air Blank: 

09/17/20 03:09 .000 
Calibration Check: 
22 09/17/20 03:09 .080 

Subject Name 

Subject I.D. 

Operator Name, I.n. 

rg4Oka::,  . 
Locat ion 

!Eigalni441).".  

_Le4L- 

Subject Name 

OFerator Name,  LB. 

Location 

2.01sA_Toc% C‘an  



Carkificatia 11721 

Part BAC105080T 

Cylinder Size: 105L 

Lot Number; 009190S4A1 

Expiration: 3/5/2021' 

, 

• 

*Nisr,Traceable.Ftefe:rence Material , 

Cylinder Na, CC274523 /Job No, 09160306 
Certified 362,2 prortgetel Ethanol In Nitrogen 

Ms amid cardlio.Vtd.tifulltaffted lo oporelcno estidnitntkonthairchd 
ttninuarciStlhoMenbloaanaMs'akohol broafardinitaniblorm yergractals In Mod, . • • .. 
Dizrzligt 'INERANCNJOROAN. • 
Sunlit No. 200130,.., 
Palo Iyonpci QI21/201,0. pata.Exiilres 521/202.-1 

am pm y.jarmelto oF,Ru 

NRIMR ItiNt 

.MATg:OF1V115S.CiURI " • 
'PEP/MUM:NT OF REAM= Genoa SERVICES • ,HREAlliAtoolioLPROPSAM 

INSTRUMENT CP ERATOR CARD 

_ . . . 
' 7 P eDt P pox 790 Jaddo nv.1118; iL1.EJ7p.O 

217-245:RIB2 Fay: 217.-243:7634 witi7.1rmnprOallota.Corn• 

Cefitifleate c4 Analysis 

rowitgagorami pv430...  
s5(1.a.lity gas Fis-  • 

. . 
• $TATE..CIF.MIS80•UR.1 • 

• D-EPAIT.IWNT.9r..MLTHAND SENIOR SERVICS 
:1EFEATH:fkl..000L PROdRAM 

' 
itefeWinithgrized 41.rar.and.superlilasr,operatirsciraln .Ineirtiotor,S, Inspect, calitirate, perfonn field service dna repairs, 

. • . 

-end operate the folloyillfo*.brealh•anelcfger(e): • • . • .• • - • • . • • - 
.• • • . 

' C.044.4.41-56k•IV—Whlt-.P1RDffEk9 INTOXIOUkZER. $000  
--firth4i-asistolinat104•uf Iliscalc'ellolic content a bloodirerca sarnple:of expired air, Pert:A.18110.d Llsderlhe provisions Of sections 

• 
577.020•through47,71041i RSMo and 698fIll'irrrough 006,1-10'RSMo.. . • 

:DATE'  60.1/20-g  

PER IT 
TYPE 1111 

INTFRANCA 
— 

. - • 

N6Iv.1041.-...12.9.0f4t • 

'..•'150 ;m2in-4.1'01 .• • • Contents: 105 Liters@ 1006 psig 74.3°  (?•1°C) • • 

Analytical • 

Reporteal .C),Ccuracy . :Analytical 

Concentration: (0, ' t4 eitiod: • 

4./ .0.0B2 Bacle/21,0' !Via 
' IS•2  PPcl 

soii, in dry ai-woirsy.from saiirce rqf hat, 
:ignition rind dIrect*SkinlIght• OoqntiIOw stoqgn ' • 

' . area tci exceed °C (t.26-T-1. . • • 
• 

-0.084 BAG (For the calibration oF Inctromdata ured to rrote.
rrnina brpgth alcoinotconceneradoo . DIFIECTOR OF STATEPUBUO HEALTH 1-PORATORY, 

Component; 

ethanol 
Nitrogen 

2011 ppm 
Balance 

-.CM! Inc. • . 
16 Feat Ninth' Minot • 

Qwpdsbora,* KY 474-1 
Phone.066,1335-0690 
www alcohdle.coni, • 

. . 

c.,))1,2eIct9'- 
" atEhrallaarcp.1 'Oath's 

.4j4rOltglori0fil09.9 
- • : 

. . , 

DIBSOTOR.OF OFAARftiM OF H5AL11-IAND SENIOR SERViCES • . 

• 
• 

ThE oracton rewlerwItlilri thlr ceralcae vine aboLint44.1ou aqc,Palic.c.1.cidich gioht,10Pr./441%.?0.1,,SOU lr..-7b6  lifSf...114  °PST wiir rophnkans 
canal/led ed auon5oa,. 11.110 Prodvas Company mrIcar no %arrow or rapramiciion n to Oa roLo1414,  of IllainCoNoyhrormSloP Pe4,410,20'1.r.c4Sc 

purpm e.•The yoranmalim gm it wise rcia tthriedon and rtalc al* ILIN, (MEV ztratl ho ICAlcesl tacrobAhadierdnerota car; o(rbli mann prierrica.. 
. • • 

. 100/100 17025:2006•Accredltetit4aoratary 
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