
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICESSTATE PUBLIC HEALTH LABORATORY 
- -

BREATH ALCOHOL PROGRAM

lxfgx DMT MATNTENANCE REPoRT
REPORT #1

omplete this report at the time of the regular monthly preventive maintenance check (not to exceed ,t *^)
:ll,*n,::."1:i,"I"yi::?:,^l-: li:lyr:nt is serviced ol. ,"p"i,"J.nJ irh.n"r", it is praced Into servicethe orisinarand send 

" ""oywini, ;;;;ffi;;j;il iff:1ffi[?11]:gn'"0Into service

Dexter Police Department
L99lrjo I o F r rusrn utu.effi TFEEihbtirvj

l)05 Cooper Street-, D;n;Mcj63841
CKLIST: Place a mark in th

;r#;;;;,i,.Jtrument
E ONCruOSTIC RECORD

DATE AND TIME O5IO3I2O2O 17:43:28 E] DETECToR

E rtreR I
EI SEUPIE CHAMBER 48.9"C_
E ARENTH TUBE 40.6"C E FILTER 3

M INTERNAL STANDARD
BFIE4TH ANALYZER A6SUPACV STAMRES

E SIITIUMTOR STANDARD EI COIVIPRTSSED ETHANOL-GAS MIXTURE

f-l Ql^rt n ATnn --.r^EI SIMULATOR TEMP (34.C t 0.2"C)
MULATOR EXP DATE

CALlBRATloNCHECK-,(qNL.Y.qNESTANDARD,lSToBE_UsEop

XiBJl'.:: ::i" X,"j?fl,i:,;:gli.;.1-l*1.,^*i: *:.1-"_y:f 1."idzi"i?n! eu;iwa.;;; j t"i-,Gt have a.spreadof 005 or less. Mark the box correspono,ng io ile standard being used.E O.1O% STANDARD - MUST READBETWEEN 0.095% AND 0.105% INCLUSIVE
D O.O8% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
E O.O4% STANDARD - MUST READ BETWEEN 0.038% AND 0,042% INCLUSIVE

TEST 1: 0.101 EST 2: 0.100 ST 3: 0.101
E PERFORM R.F.I TEST

EFUSALS.2
10-.14.0 15- 19: 0rs] ANY NEW To*

STABLTSHED LrMrrs (usE orHER sroe rr ruiCessenvi - ' ' "" ro opERArE sArrsTneronirVTruD winl[

LY MAINTENANCE

DERRICK A DURALL

573-624-5512

2875 James Blvd, Poplar Bluff, MO 63901

seruices provtded on a nondiscriminatory basis

crewst



Aidrga$

Customer Name
Exclusive Supplier
lntoximeters, lnc.
2081 Craig Road
St. Louis, Mo 63146

Exp. Date
7-Nov-2021

certification Traceabte to N.|.S.T. RGM and to cRM Ethanol standards:

RGM SerialNo.
E80010581
E80010570
E80010285
E80010561
E80010681

CRM Serial No.
cc434668
cc234503

Analvtical Method:

Lot # AG931104 Model 108cacd

Component
Ethanol
Nitrogen

Certificate N umber 3092.06
Certificate N umber 9082.07

Airgas USA LLC (LAB)

3500 Bernard Street

St. Louis, Mo. 63103

Ph: (314) 533-3100

Fax: (314) 533-7328

Test Date: 9-Nov-2019

Certified Concentration
0.100 1 2Yo BrAC (260 ppm)
Balance

Concentration
393.0 ppm
258.2 ppm
208.3 ppm
104.2 ppm
52.81 ppm

Concentration
390.1 ppm
150.2 ppm

Cvl. Tvpe
108

Concentration
392.1 ppm
259.8 ppm
208.0 ppm
103.6 ppm
52.12 ppm

Goncentration
800.0 ppm
253.0 ppm

NDIR

RGM Serial No.
EB0010603
E80010559
E8001059s
E80010562
E80010579

CRM Serial No.
0056649
0056662

Digitally signed by eualitv Controt
oate: 201tt.'t1.1 1' 1o:42:io _06:00

f_e_a_qgn: QV Oas standard certification of analysis
Locatron: Airgas USA LLC (Lab)

Approved for Retease , ,fhZ fZt .*a*

ISO 17025:2005 AZLA accredited.
ISO 17034:2016 A2LA accredited.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES

BREATH ALCOHOL PROGRAM

PERTT/IIT
TYPE II

DERRICKA. DURALL
:X!'#:ffi'l[:Tiil?r|;iJil^T,i,iffi,1l;e operators! train instru*ors, inspecr, caribrare, perrorm rierd service and repairs,

INTOX DMT
forthedeterminationofthealcoholiccontgntoltloodI,9T-"sampleoIexpiredair.Permit.,,
577'020 through 577.041, RSMo and 306.11i through goo.rg tisMo.

DATE t nfit2D20 6)^
DrREcroR6psrnlffi

NUMBER )OOO49

EXPTFES t/t0n022
MO 580-077r (6,t0)

ZVar-a*2.*
DIBECToB oe oi

LAB"4 (86,t0)

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD
fhe named cardholdet is authoized to operale an evidential brealh aicoholilslfi#fi:or the deternination ot the iiiii,;;;;;i ;;;;;;;"ii.,i"Ji"!,p,"a

DURALL, DERRICK
No 200049

lssued1/10/2020 DateErpires 1t1Ot2OZ2

lil


