
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICESSTATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

INTOX DMT MATNTENANCE REPORT
REPORT #1

omplete this report at the time of the regular monthly preventive maintenance check (not to exceed a, *,
:i:,ffin'I""1::,",|.}:::::'"'::,]::jlY:::'l: "-":i","0 """p"i'"J"1'i,,n.n.u.,. it is praced into service;;;;;ih;ffi;d;ffiUl:31

Dexter Police Department

305 Cooper Streef, Oe*te, Mcj osa+t

I1,:3[hL?J;:I3ffiS
DIAGNOSTIC RECORD

DATE ANp TIME OB/02t2020 08:40:27

EI rtreR r

E SAMPLE CHAMBER 48.9"C E FILTER 2
E] ARTETH TUBE 43.8"C

EI INTERNAL STANDARDeRenrHeNeLyzenm
D SIMULATOR STANDARD EI colpRrssED ETHANoL_cAS n,lrxrunE

Er{P DArE_1_1tW.!2021tr SIMULATOR TEMP (34.C x O.2C
NIST EXP DATE

cALlBRATloNcHEcK-.(qNLY.oNESTANDARD,lSToBE-U"Eo,
Hun three tests usins a stahoai'0.'Rttiir-r; ieiE"r;ust oJwit-ntn-fs;zio-rThb stanoaro vatue and mirlt nave a.spreadof .005 or less. Mark the box corresponOinjio tne stanoard being used.E O.1O% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

E] O.OAZ STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
E O.O4% STANDARD. MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1:0.100 TEST 2: 0.099 ST 3: 0.100
E PERFORM R.F.I TEST

SINCE THE LAST MAINTENANCE REPORT:

.10-.14:1 .15-.19:0
,HLIEHi,N[:

DERRICK A DURALL

573-624-5512

Breath.Alcohor Program, Missouri Department of Hearth and senior servicesby mail, fax, or email

ACTION
serytces provided on a nondascriminatory basis

crewst



filrga$
Customer Name
Exclusive Supptier
lntoximeters, lnc.
2081 Craig Road
St. Louis, Mo 63146

Exp. Date
7-Nov-2021

certification Traceabre to N.r.s.T. RGM and to cRM Ethanor standards:

RGM Serial No.
E8001058t
EB0010570
E80010285
E80010s6,
E80010681

CRM Serial No.
cc434668
cc234503

Analvtical Method:

ISO 17025:200i A2LA accredited.
ISO 17034:2016 AZLA accredited.

Digitally signed by euality Control
Dale: 2019.11 .11'10:42: iO _06:OO

l.^e^1s..ol! 
rlr.y gas. standard cerlificarion of anatysis

Locaron: Airgas usA LLc (Lab)

Approved for Rerease: 

- 
fLre fZ-.X-

Rffi

Cvl. Tvpe
108

Concentration
392.1 ppm
259.8 ppm
208.0 ppm
103.6 ppm
52.12 ppm

Goncentration
800.0 ppm
253.0 ppm

NDIR

Lot # AG931104 Model 108cacd

Comoonent
Ethanol
Nitrogen

RGM Serial No.
E80010603
EB00{0559
EB0010595
E80010562
E80010579

CRM Serial No.
0056649
0056662

Airgas USA LLC (LAB)

3500 Bernard Street

St. Louis, Mo. 63103

Ph: (314) 533-3100

Fax: (314) 533-7328

Test Date: 9-Nov-2019

Certified Concentration
0.100 t 2% BrAC (260 ppm)
Balance

Concentration
393.0 ppm
258.2 ppm
208.3 ppm
104.2 ppm
52.81 ppm

Concentration
390.1 ppm
150.2 ppm

Certificate Number 30L2.06
Certificate Number J0BZ.OT
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES

BREATH ALCOHOL PROGRAM

PERMIT
TYPE II

DERRICKA. DURALL
fri'#:L,?lHffi:J?ri;irffilT,1i,y";ffe operarors, train insrru*ors, inspecr, caribrare, perrorm rierd service and repairs,

IN'TOXDMT
l'i,'[?3:l?Hff '#:ii:;l1:"ff 3;B1if ;[x',[u,:i,?Tl'#j*piredairpermito,

DATE tltO/1OzO lr\A
NUMBER ,IOOOdo DrBEcroBors@

EXPIRES tlt0ftv2
MO 580-077t (6-10)

€a4=,
DIRECTOB OT OC

LAB4 (H6_rO)

STATE OF ilIISSOURI

SEEITJIiSSSIEALIH AND sENroR sERvrcEs

INSTRUMENT OPERATOR CARD
The named.catdholdet is authoized to opeate an evidenliat breafh aicoholinslrurent tot the detemination of the
n Miseui at@holic content in breath fom ot expired

DURALL, DERRICK
No 200049

lssuodlll,/2020 DateErpires 1t1,Ol2O2Z


