
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

\STATE PUBLIC HEALTH LABORATORY
\^^p^/BREATH ALCOHOL PROGRAM

INTOX DMT MAINTENANCE REPORT

Complete this report at the time of the regular monthly preventive maintenance check (not to exceed 35 days).

Complete this report v^henever the instrument Is serviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

INTOX DMT SN

500293

NAME OF AGENCY

Jefferson City Police Department

LOCATION OF INSTRUMENT (STREET AND CITY)

401 Monroe St Jefferson City, MO

DATE OF INSPECTION

01/26/2020

TIME OF INSPECTION

07:08:56

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or is operating within established limits, (Write in obsen/ed
values where determined). Unmarked items must be corrected before using instrument.

DIAGNOSTIC RECORD

DATE AND TIME 01/26/2020 07:09:00

0 PROGRAM

0 SAMPLE CHAMBER 48.8''C

0 BREATH TUBE 46.8°C

0 PUMP

BREATH ANALYZER ACCURACY STANDARDS

□ SIMULATOR STANDARD

STANDARD SUPPLIER INTOXIMETERS

DETECTOR

FILTER 1

FILTER 2

FILTER 3

INTERNAL STANDARD

COMPRESSED ETHANOL-GAS MIXTURE

LOT# AG805903 EXP. DATE 02/28/2020

□ SIMULATOR TEMP (34X±0.2°C). SIMULATOR SN SIMULATOR EXP DATE

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard. All three tests must be within ±5% of the standard value and must have a spread
of .005 or less. Mark the box corresponding to the standard being used,

0 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE

□ 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

□ 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1: 0.101

0 PERFORM R.F.I. TEST

TEST 2: 0.101 TEST 3:0.101

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS: 1 0-.04: 0 .05-.09: 1 .10-.14: 1 .15-.19: 2 OVER .19: 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN
ESTABLISHED LIMITS (USE OTHER SIDE IF NECESSARY)

INSPECTING OFFICER
PRINT FULL NAME

TYPE II PERMIT Nil EXPIRATION DATE

280252 " I 08/24/2020 | 573-634-6400
RETURN COMPLETED REPORT TO THE Breath Alcohol Program, MO Department of Health and Senior Services

Southeast District Office
2875 James Blvd, Poplar Bluff, MO 63901

TELEPHONE NUMBER

573-634-6400

JEFFREY E SKINNER

MO 560-2698 (3-13) AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER
services provided on a nondiscriminatory basis

crewst
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      STATE OF MISSOURI 
               DEPARTMENT OF HEALTH AND SENIOR SERVICES 

          BREATH ALCOHOL PROGRAM 
 

                          INSTRUMENT OPERATOR CARD 
 

The named cardholder is authorized to operate an evidential breath alcohol 
instrument for the determination of the alcoholic content in breath form of expired air 
in Missouri. 
 

Operator      SKINNER, JEFFREY 
Permit No    280252 
Date Issued 8/24/2018      Date Expires 8/24/2020 
 

+*unk*cvA*maw*vqg*yuy*pxy*ucw*BrD*whi*tkf*Ckk*eBA*- 
+*yoa*azE*tDn*mzi*zil*aFz*zha*wln*xgs*dwc*uaC*yos*- 
+*pBy*qgz*ilk*iks*urw*Eaz*hky*Dsd*wFx*lFy*rms*pBy*- 
+*fxy*txm*xsq*vai*ncc*lBr*Css*slb*tiz*tkn*txm*uds*- 
+*uwD*yuC*cyC*snc*tvt*vbn*wfa*sqk*rFz*Drx*zdi*psk*- 
+*uzE*ejA*yfm*agj*Boi*asj*zcu*vub*agj*tmz*jas*uzE*- 
+*dts*uAr*dvk*onA*ndA*BEk*qDa*ccc*rhA*CvA*nBn*dwy*- 
+*xEk*oik*pyb*pyb*vbC*oiB*ojD*kcx*ubr*Arm*jus*pzj*- 
+*zdv*lyd*lyd*lyd*lyd*zEh*caz*trx*wlx*jEC*qgz*zdv*- 
+*csa*wtb*rno*nck*lij*owj*ayi*osw*xow*taj*txo*cyy*- 
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