
M]SSOURI DEPARTMEMT OF HEAI,TH AND SENIOR SERVICES
STATE PUBI,IC HEA],TH ],ABORATORY
BREATH AI,COHOL PROGRAM

INTOX ECIIR II UAINTENANCE REPORT REPORT }3
complet.eitris report actfe time of tshe regular monLhly preventi.ve naintenance check (not to exceed 35
days) . Complete this report whenever the instrurnent ia serviced or repaired and whenever it is placed
iDtso 6ervice. Retaj.n lhe origiEal aud send a copy sithin 15 days to the BreaEh Alcohol Program, DHSS.

INTOX ECIIR !I SN

L2689
NA,ME OF AGENCY

Lee,s summj. t Police Dept
TIME OF INSPECTION

08:05 CDT

I,OC,ATION OF INSTRUMENT (STREET AND CITY)

10 NE Tudor Rd. Lee's sufimit
CEICXLISi! Place a mark in the box by each item if found to be Ealisfactory or is operating within
established limits. (write in observed values where deEernined). Unmarked items must be corrected
before using instrunenE.

DIAGNOSTIC RECORD

x BI.ANK CHECK CO2 CHECK

,( F'C ]. TEMP FLOW CHECK

FCB CHECKSRC TEMP

xDET TEMP CRC COMP CHEC'(

x BT TEMP CRC CAL CHECK

PRINT TESTSTD 2 TEMP

ETH CHECK

BREATH AN}LYZER ACCURACY STANDARDS

SIMULATOR SOLI'TION COMPRESSED ETTANOL-GAS MIXTI'RE

x EXP. DATE 04 /O7 /2022STANDARD SUPPLIER LOT# AGo 09 8 03

SIM. SN SIM. NIST EXP DATESIMITLATOR TEMP (34oC +0.2oC )

ECALTBRATToN CHEC( - (oltLy ot E srAlrDA.RD rs ro BE usED pER utrtrrElrAxct REpoRT)

Run thlee tests using a standard solution. AfI three tests nust be within +5t of the standard value
and must have a spread of .005 or 1ess. Mark the box corresponding to the standard solution being
used.

MUST READ BET'}IEEN O

MUST READ BETIIEEN O

MUST RBAD BETWEEN O

O95t AND 0.105$ INCLUSIVE
O?6t AND O . 084* INCLUSIVE
O38t AND 0.042* INCLUSIVE

O.1Ot STANDARD

O. O8I STANDARD

O.O4t STAXDARD

0 .ola g/2L0LTEST 1 O . O'17 g/270L TEST 2 O.O77 g/2tOL
INDICATE THE NUUBER OF BREATH TESTS IN THE FOLLOWING R.ANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 2 0-.04 3 05-.09 3 .15-.19 5 1OVER .19

SATISFACTORILY NIID TTITHIN ESTAALISHED I.IMTTS (USE OTHER SIDE I' NECESSARY)

-'vu MICTTAEL PERKINS/z--g
200r-31 03 / 09 /2022

TELEPHONE NT'MBER

( s1G ) 969-16?o

RETI'RN COIITPI,ETBD RBPORT TO THE 3

BreaLh Alcohol Program, Missouri Department of Heatth and Senior Services,
by mail, fax, or e-mail

I,AB 153

03/29/2021,
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lNSPECTING OFFICER

MO 580-2899(5-19) AN EQUAI, OPPORft'NITY/AFFIRMATIVE ACTION EMPI,OYER
sefrices provided oD a londiscriminatory ba6is
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES

BHEATH ALCOHOL PROGRAM

PERMIT
TYPE II

MICHAEL PERKINS
is hereby authorized to instruct and supervlse operators, train instructors, inspect. calibrate. perform lield service and repairs,
and operate the lollowing breath analyze(s):

INTOX EC/IR II
lor the determination of the alcohoiic conlent of blood lrom a sample ol expired a r. Permit lssued under the provisions ol sections
577.020 through 577.041, RSMo and 306.111 lhrough 306.119 RSMo.

^a
DATE 1/9t2fi20

DIRECIOR OF STATE PUBL C ]EALT9 LABOBATOBY

\U,4BER ,00111

EXPIFES \ t9 t2t)|r,1
OIRECTOB OF DEPAFTIVENT OF HEALTH AND SENIOR SERVICES

LABj (ft6.l ct

STATE OF MISSOURI
DEPARTMENT OF I]EALTH AND SENIOR SERVIC€S
BR€ATI,i ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD
fhe nafied cardhalder ts authafted to areQle an evidenlal trcalh alcohal
insltuneht lat the detemfiallan af lhe alcohotc canlehl th arcalh bm af *pned at

Operator PERKINSMICHAEL
Permit No 200131
Date bsued 3/9/2020 Date Expiros 3/9/2022
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Airgas
Airgas USA LLC (LAB)

3500 Bernard Slreet

St. Louis. Mo. 63103

Phr (314) 533-3100

Fax: (3'14) 533-7328

Certificate of Analvsis
Test Date: 13-Apr-2420

Lot# AG009803 Model 1O8cacd

Component Certified Concentration
0.080 t 0.002 BrAC (218 ppm)
Balance

Customer Name
Exclusive Supplier
lntoximeters, lnc.
2081 Craig Road
St. Louis, lVo 63146

Exp. Date
7 -AW-2422

Cvl. Tvpe
108 Ethanol

Nitrogen

Certification Traceable to N.l.S.T. RGM and to CRM Ethanol Standards

RGM Serial No.
E80010581
E80010570
EB00't 0285
E80010561
E80010681

Concentration
800.0 ppm
253.0 ppm

RGM Serial No.
880010603
E80010559
EB00't 0595
EB00'10562
E80010579

CRM Serial No.
0056649
0056662

Concentration
393.0 ppm
258.2 ppm
208.3 ppm
'104.2 ppm
52.81 ppm

Concentration
390.'l ppm
150.2 ppm

Analytical Method: NDIR

Digllaly sqned by Ola rly Cont.ol
Date:2020 04.13 18:31 18 05:00
Reason Dry gas slandard certlicano. of analysis
LocationrAirgas USA LLC (Lab)

Z"L /v(a''4'/*Approved for Release
Rod Marsala

ISO 17025:2005 A2LA accredited. Certificate Number 3082.06
ISO 17034:2016 A2LA accredited. Certificate Number 3082.07
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CRM Serial No.
cc434668
c c2 34503

Concentration
392.1 ppm
259.8 ppm
208.0 ppm
103.6 ppm
52.12 ppm


