
MISSOURI DEPARTMENT OF HEAI,TH AND SENTOR SERVICES
STATE PUBI,IC HEALTH LABORATORY
BREATH ALCOHOI, PROGRAM

INTOX EC/IR II UAINTENAI{CE REPORT REPORT II3

Comp]etse this report at the time of Ehe regular monlhIy preventive maintenance check {not to exceed 35

days) . Complete Ehis leports nhenever the insErument. is ser,,'iced or repaired and whenever it is placed
inEo service. ReLaio tshe original and send a copy within 15 days Lo Lhe Breath Alcohol Program, DHSS.

INfOX ECIIR II SN

12644
NAME OE AGENCY

Lee's sunmll Po11ce Ljepc
DATE OF INSPECTION

o4/01/2022
ITOCATION OF INSTRUMENT (STREET AND CIIY)
10 NE Tudor Rd Lee's Sunmit

TIME OF INSIECTION

10 :21 CDT

CHECKLI9T:
established 1imit.€. (9{rite

the box by each item if found to be satisfactory or is operating lrithin
in observed values where determined). Unmarked items must be corrected

before using

Ptace a mar.k in

{ DIAGNOSTIC RECORD

x ,LBI,ANK CHECK CO2 CHECK

x XPC 1 TEMP FLOW CHECK

x xSRC TEMP FCB CHECK

xDET TEMP CRC COMP CHECK

x l\BT TEMP CRC CAL CHECK

x xSTD 2 TEMP PRINT TEST

i( ETH CHECK

BREATH A.I.IALYZER ACCURACY STANDARDS

STMULATOR SOLI1TION COMPRESSED ETHANOL' GAS MIXTURE

,( ExP . nNrnB 021151 4STANDARD SUPPLIER INTOXIMETER r,or# Ac204606

SIMUI,ATOR TEMP (34oC +0.2oC ) SIM, SN SIM. NIST EXP DA:TE

IICALIBRATION CHEC( - (OIILY OXE SIAITDAR.D IS TO BE USED PBR I,IAINTBN.ENCE REPORT)

Run three tesls using a standard soluti.on. A11 thlee tests must be within +5* of the standard value
and must have a spread of .OO5 or 1ess. Malk the box colresponding to the Etandard solution being
used.

MUST READ BETWEEN O.O95t AND O.1O5g INCI,USfVE
MUST READ BETWEEN O.O75t AND O.O84T INCI,USIVE
MUST READ BETWEEN O.O38t AND O.O42g INC],U6IVE

O.1Ot STANDARD

O. O8t STANDARD

O, O4t STANDARD

TESr 1 A .0'7 9 g/2AOL TEST 2 O.O'79 g/270L TEST 3 o.o'79 g/21,oL

INDICATB THE NUMBER OP BREATH TESTS IN THE FOLLOWING R.E,NGES SINCE TEA I,AST MAINTENAICE REPORT:

REFUSALS O 0- .04 45 .05-.09 0 .10-.14 0 0OVER .19

SATISFACTORILY AND 1IITHIN ESTABI]ISEED LIMITS (USE OTHER SIDE IF NECESSARY)

LIGGETT, DERRICK
rYPE r1 

'Ervr_r' 
rSrxEER

270760
EXPfRATION DATE

08/04/2023 ( e15 ) 969-1?oo

INSPECTING OFFICP^'(

MO 580-2S99 (5 19) AN EQUAL OPPORT'UNITY/AFFIRMATI!'E ACllON EMPLOYER
selvices provided on a nondiscriniEatory basis

ina 16 3

RETURN COMPLETED REPORT TO THEI
Breath Al-cohol Program, Missouri Department of Health and Senior Services,
by mai1, fax, or e-mail

rr

tr
tr

crewst



Airgas

Certified Concentration
0.080 r 0.002 BrAC (218 ppm)

Test Date: 19-Feb-2022

Concentration
392.5 ppm
258.9 ppm
'104.2 ppm
52.94 ppm

Gertificate of Analysis
Customet Name
Exclusive Supplier
lntoximeters, lnc.
2081 Craig Road
St. Louis, N,lo 63146

Lot # AG204606 Model 108

Exp Date
1*Feb-2024

Cyl. Type
108

Component
Ethanol
Nitrogen

Concentration
391.8 ppm
259.8 ppm
209.0 ppm
103.7 ppm
52.22 ppnt

Concentration
800.0 ppm
253.0 ppm

Anallltical Method: NDIR

RGM Serial No.
E80010581
E80010s70
EB00't0285
E8001056'l
E80010681

RGM Serial No.
E80010603
EB0010559
EB0010562
EB0010579

CRM Serial No.
cc727481
cc727496

CRM Serial No.
cc727493
cc727498

DiOiLlly sqnsd byrQuality Corlrol
Reasoh:Ory gas 3tand6rd cern',icalroll or.nalyss
Ld.tron Argas USA LLC (tab)
o.te 02.22.2022 19 02

Approved for Release:
Rod Marsala

Page 'l of 'l

Airgas USA LLC (LAB)
3500 Bemard Street
St. Louis, [.,1o.63103
Ph: (314) 533-3100
Fax: (314) 533-7328

Concentration
390.0 ppm
150.0 ppm

certification Traceable to N.l.S.T. RGM and to CRM Ethanol Standards:

Z"L /d"-z*

ISO 17025:2017 A2LA accredited. Ceftificate Number 3082.06
ISO 17034:2016 A2LA accredited. Certificate Number 3082.07



STATE OF MISSOURI
DEPABTMENT OF HEALTH AND SENIOR SERVICES

BREATH ALCOHOL PROGRAM

PERMIT
TYPE II

DERRICK W. LIGGETT
is hereby aulhorized lo instruct and suporvisa operators, train inslruclors, inspocl, calibrale, perform field service and repairs,
and oporalo tho lollowing brsath anal}rze(s):

INTOX EC/IR II

,/
DATE at4t202t

DIRECTOR OF STATE PUBLIC IEALT,l LiBOBATORY

NUMBER 2t 0160

EXPIHES *t!12fi23

MO s80 077t i6 1o)

DIRECTOR OF DEPAETMENT OF HEAITH ANO SENIOB SERVICES

tAE.4 {Fr6l0)

STATE OF MISSOURI
OEPARTITEIIT OF HEALTH AIiiO SENIOR SERVICES
SREAIH ALCOHOL PROGRAT'

INSTRUMENT OPERATOR CARD
Ttll, nal$d cadhd&r B autbnzed to opate an ev@,lial Ueath ali,tnt
hslruho.t lor lh6 &wtuna!@ d tlb al@hdE c.ntehl in beath lotn ol dptd en

Op..rto. LI6GETT.DERRICK
P.rmlt l{o 210150
Orta bauad 8/4/2021 O't, Explrc.8Al2O23

Iill hi[HhihtHi[itfiJhitijtHiH'+rdli lr i

lor the determination ol ths alcoholic content ol blood lrom a sample ol expired air. Permit issued under th€ provisions ol sections
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

1'27


