
M]SSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBIJIC HEAI'TH LABORATORY
BREATH AI,COHOL PROGRAM

INTOX ECIIR II UAINTENANCE REPORT REPORT f3
compleEe Ehis report at the tsj,me of the reglrlar monLhly preventive naintsenance check (not to exceed 35
days). Complete this reporE lrhenever the instnrment is serviced or repaired and whenever it is placed
into service. Ret.aio the original ald send a copy within 15 days Eo Ehe Breath Alcohol Proqram, DHSS.

INTOX ECIIR II SN

12689
NAI''E OF AGENCY

Leeis sumnit Pol-ice Dept
DATE OF INSPECTION

oL/3a/2022
LOCATION OF INSTRUMENT (STREET AND CITY)

10 NE Tudor Rd. Lee's Sujnmi t
TII{E OF INSPECTION

08:00 CST

Cf,lCfiIST: Place a rnark in the box by each item if found to be satsisfactsory or: is operati[g within
established limiEs. (write in observed values whele determined). Unmarked items must be corrected
before using instruments.
i1 DIAGNOSTIC RECORD

x xBI.ANK CHECK CO2 CHECK

x xF'C 1 TEMP FLOW CHECK

,!SRC TEMP FCB CHECK

xn DET TEMP CRC COMP CHECK

x xBT TEMP

x xSTD 2 TEMP PRINT TEST

x ETH CHECK

BREATH ANALYZER ACCURACY STANDARDS

x COMPRESSED ETIIANOL- GAS MIXTURESIMUI,ATOR SOLIJ]TION

x LOT* AG009803 EXP. DATE 04 /0'7 /2022STANDARD SUPPLT ER INTOXTMETER

SIM. NIST EXP DATESIMULATOR rEMP (34oC +0.20C) SIM. SN

CALIBRATION CHECK (ONLY ONE STANDAR! IS TO BE USED PER MATNTENANCE REPORT)

O.1OI STANDARD - MUST READ BETWEEN O.O95t AND O.1O5t INCTUSIVE
O.O8I STANDARD - MUST READ BET9JEEN O.O76t AND O.O84T INCTUSIVE
O.O4* STANDARD - MUST READ BETWEEN O.O38T AND O.O42I INCLUSTVE

EI

E
TEST2' 0.0'78 g/21,0L TEST 3 0.0'78 g/2tOLTEST 1 O -077 g/2tOL

II{DICATB THE NI'UBER OF BREATH TES?S IN THE POLLOWTT.IG R.A}IGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 2 0-.04 7 05-.09 1 .10-.14 3 15-.19 4 1ovER .19

SATISFACTORILY AND WIfHIII ESTASI,ISHED LIMITS (USE OTIIER SIDE IF NECESSARY)

LIGGETT, DERRICK
TYPE II PERIEA,INUUBER

270L60
.Xi:RATI!N DA:E

o8/04/2023 ( 816 ) 9E 9 - 1710

RETURN COI.{PLETED REPORT TO THEs
Breath Alcohol Program, Missouri Department of Health and senior services,
by mai1, fax, or e-mail

t10 580 2899 (5-1t) AN EOUAI, OPPORTUNIfY/A'FIRMATIVE ACTION E!,IPI'YER
seryices plovided on a DoEdiscriminatoly basis

I,AB 163

Run three tests using a standard solution. A11 Ehree tests must be vrithin +5t of the staldard value
and must have a spread of .005 or Iess. Mark the box corresponding to the standard solution bei.ng
used.

INSPECTING OFFICER

': ;' i.' '
: ,:I, .' 

-

crewst



Airga$
Airgas USA LLC (LAB)

3500 Bernard Street

St. Louis. N/lo. 63103

Ph: (314) 533-3100

Fax: (314) 533-7328

Customer Name
Exclusive Supplier
lntoximeters. lnc.
2081 Craig Road
St. Louis. N4o 63'146

Exp. Date
7 -Apc2A22

Cvl. Tvpe
108

Certificate of Analysis

Lot # AG009803 Model lO8cacd

Test Date: 13-Apr-2020

Certified Concentration
0.080 t 0.002 BrAC (218 ppm)
Balance

Conce ntratio n

Certification Traceable to N.l.S.T. RGM and to CRM Ethanol Standards:

RGM Serial No. Concentration RGM Serial No
E 8001 060 3

E80010559
E80010595
E80010s62
E80010579

CRM Serial No CRM Serial No

E80010581
E80010570
EB00't0285
E80010561
E80010681

392.'l
2 59.8
2 08.0
103.6
52.12

ppm
ppm
ppm
ppm
ppm

393.0
258.2
2 08.3
104.2
5?.81

ppm
ppm
ppm
ppm

Ppm

cc434668
c c 2 34503

0056649
0056662

Concentration
390.1 ppm
150.2 ppm

Analytical Method: NOIR

Digilally srgned by Oualily Co.lrol
Oate 2020.04 13 18 31 18 -05:00
Reason Dry gas slandard cenrlbaton oi anaiysrs
Locanon:Airgas USA LLC (Lab)

,4r/- ///4^*LApproved for Release:
Rod lVarsala

ISO 17025:2005 A2LA accredited. Certificate Number 3082.06
ISO 17034:2016 A2LA accredited. Certificate Number 3082.07

Page I of '1

Concentration
800.0 ppm
253.0 ppm

Component
Eth a nol
N itrogen



STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES

BREATH ALCOHOL PROGRAM

PERMIT
TYPE I!

DERRICK W. LIGGETT

for th€ determination ol the alcoholic content ol blood from a samplo of expired air P6rmit issued under the provisions of seclions
577.020 lhrough 577.041, RSMo and 306.'l l1 through 306.119 RSMo.

DATE 8t1t2021
:./r!:a | ,1 "/

NU [,4AER 2l0l 60

EXP IR ES at4D023

MO s6O 077r (6.r0)

DIRECTOR OF CEPARTMENT OF HEALTII ANO SENIOR SERVICES

LAB{ (85 101

-reJt'rii

rffi)'!W,'

STATE OF MISSOURI
OEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH AICOHOL PROGRAM

INSTRUMENT OPERATOR CARO
fE naned cadhol&r is arthonzad to o@Gle an evi@nhd brealh alcahot
tisiurEnl lor tN &tsmaaton d tE a|@holE @ntent to beath btu ot expid a

OP'NIOT LIGGETTDERRICK
Peimlt No 210160
Drte kru€d E/4/2021 D.t Erpir$ 8/4/2023

iiti ffi llthltilfiil[ttF]r#hfiHff nffi Ii i] i

is haroby aulhorized lo instruct and supsrvise opsralors, lrain instructors, inspsct, calibralo, perform lield service and r6pairs,
and op6rat6 the Iollowing breath analyzsr(s):

INTOX EC/IR II

OIRECTOR OF STATE PUBL6 HEALTII LABORATORY


